ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company

Project: Gate 13 ditch SAMPLE SUMMARY
Work Order: HS19031242

Lab Samp ID Client Sample ID Matrix TagNo Collection Date Date Received Hold
HS19031242-01 Gate 13 Ditch (032119 1530) Water 21-Mar-2019 17:30 25-Mar-2019 15:00 [:]
HS19031242-02 Gate 13 Ditch (032119 2330) Water 21-Mar-2019 23:30 25-Mar-2019 15:00 E]
HS19031242-03 Gate 13 Ditch (032219 0130) Water 22-Mar-2019 01:30 25-Mar-2019 15:00 E]
HS19031242-04 Gate 13 Ditch (032219 0330) Water 22-Mar-2019 03:30 25-Mar-2019 15:00 [:]
HS19031242-05 Gate 13 Ditch (032219 0530) Water 22-Mar-2019 05:30 25-Mar-2019 15:00 E]
HS19031242-06 Gate 13 Ditch (032219 0730) Water 22-Mar-2019 07:30 25-Mar-2019 15:00 E]
HS19031242-07 Gate 13 Ditch (032219 0930) Water 22-Mar-2019 09:30 25-Mar-2019 15:00 [:]
HS19031242-08 Gate 13 Ditch (032219 1130) Water 22-Mar-2019 11:30 25-Mar-2019 15:00 E]
HS19031242-09 Gate 13 Ditch (032219 1600) Water 22-Mar-2019 16:00 25-Mar-2019 15:00 E]
HS19031242-10 Gate 13 Ditch (032319 2000) Water 23-Mar-2019 20:00 25-Mar-2019 15:00 [:]
HS19031242-11 Gate 13 Ditch (032319 2200) Water 23-Mar-2019 22:00 25-Mar-2019 15:00 E]
HS19031242-12 Gate 13 Ditch (032319 2359) Water 23-Mar-2019 23:59 25-Mar-2019 15:00 E]
HS19031242-13 Gate 13 Ditch (032419 0200) Water 24-Mar-2019 02:00 25-Mar-2019 15:00 [:]
HS19031242-14 Gate 13 Ditch (032419 0400) Water 24-Mar-2019 04:00 25-Mar-2019 15:00 E]
HS19031242-15 Gate 13 Ditch (032419 1400) Water 24-Mar-2019 14:00 25-Mar-2019 15:00 E]
HS19031242-16 Gate 13 Ditch (032419 1600) Water 24-Mar-2019 16:00 25-Mar-2019 15:00 [:]
HS19031242-17 Gate 13 Ditch (032419 1800) Water 24-Mar-2019 18:00 25-Mar-2019 15:00 E]
HS19031242-18 Gate 13 Ditch (032419 2000) Water 24-Mar-2019 20:00 25-Mar-2019 15:00 E]
HS19031242-19 Gate 13 Ditch (032419 2200) Water 24-Mar-2019 22:00 25-Mar-2019 15:00 [:]
HS19031242-20 Gate 13 Ditch (032419 2359) Water 24-Mar-2019 23:59 25-Mar-2019 15:00 E]
HS19031242-21 Gate 13 Ditch (032519 0200) Water 25-Mar-2019 02:00 25-Mar-2019 15:00 D
HS19031242-22 Gate 13 Ditch (032519 0400) Water 25-Mar-2019 04:00 25-Mar-2019 15:00 E]
HS19031242-23 Gate 13 Ditch (032519 0600) Water 25-Mar-2019 06:00 25-Mar-2019 15:00 E]
HS19031242-24 Gate 13 Ditch (032519 0800) Water 25-Mar-2019 08:00 25-Mar-2019 15:00 D
HS19031242-25 Gate 13 Ditch (032519 1200) Water 25-Mar-2019 12:00 25-Mar-2019 15:00 E]
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 1530) Lab ID:HS19031242-01
Collection Date: 21-Mar-2019 17:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 17:08
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 17:08
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 17:08
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:08
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:08
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:08
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 17:08
Benzene 25 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 17:08
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 17:08
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Cyclohexane U n 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Ethylbenzene 0.15 J 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Isopropylbenzene U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
m,p-Xylene 0.41 J 0.060 1.0 mg/L 100 26-Mar-2019 17:08
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Methylcyclohexane U 0.10 0.50 mg/L 100 26-Mar-2019 17:08

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 1530) Lab ID:HS19031242-01
Collection Date: 21-Mar-2019 17:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 17:08
o-Xylene 0.52 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Styrene U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Toluene 3 0.050 0.50 mg/L 100 26-Mar-2019 17:08
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 17:08
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 17:08
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 17:08
Xylenes, Total 0.93 0.050 0.50 mg/L 100 26-Mar-2019 17:08
Surr: 1,2-Dichloroethane-d4 81.9 70-126 %REC 100 26-Mar-2019 17:08
Surr: 4-Bromofluorobenzene 93.6 82-124 %REC 100 26-Mar-2019 17:08
Surr: Dibromofluoromethane 89.0 77-123 %REC 100 26-Mar-2019 17:08
Surr: Toluene-d8 98.2 82-127 %REC 100 26-Mar-2019 17:08

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 1530) Lab ID:HS19031242-01
Collection Date: 21-Mar-2019 17:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
2,4,5-Trichlorophenol U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
2,4,6-Trichlorophenol U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
2,4-Dichlorophenol U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
2,4-Dimethylphenol u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
2,4-Dinitrophenol U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
2,4-Dinitrotoluene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
2,6-Dinitrotoluene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
2-Chloronaphthalene U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
2-Chlorophenol U 0.010 0.052 mg/L 10 26-Mar-2019 18:31
2-Methylnaphthalene U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
2-Methylphenol u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
2-Nitroaniline u 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
2-Nitrophenol u 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
38&4-Methylphenol u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
3,3"-Dichlorobenzidine U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
3-Nitroaniline u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
4,6-Dinitro-2-methylphenol U 0.0094 0.052 mg/L 10 26-Mar-2019 18:31
4-Bromophenyl phenyl ether U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
4-Chloro-3-methylphenol U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
4-Chloroaniline U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
4-Chlorophenyl phenyl ether U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
4-Nitroaniline u 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
4-Nitrophenol u 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
Acenaphthene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Acenaphthylene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Acetophenone U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Anthracene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Atrazine U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
Benz(a)anthracene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Benzaldehyde U n 0.026 0.052 mg/L 10 26-Mar-2019 18:31
Benzo(a)pyrene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Benzo(b)fluoranthene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Benzo(g,h,i)perylene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Benzo(k)fluoranthene U 0.0073 0.052 mg/L 10 26-Mar-2019 18:31
Bis(2-chloroethoxy)methane U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Bis(2-chloroethyl)ether U 0.0073 0.052 mg/L 10 26-Mar-2019 18:31
Bis(2-chloroisopropyl)ether U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31
Bis(2-ethylhexyl)phthalate U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 1530) Lab ID:HS19031242-01
Collection Date: 21-Mar-2019 17:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
Caprolactam U 0.012 0.052 mg/L 10 26-Mar-2019 18:31
Carbazole U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Chrysene U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31
Dibenz(a,h)anthracene U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
Dibenzofuran U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Diethyl phthalate u 0.0073 0.052 mg/L 10 26-Mar-2019 18:31
Dimethyl phthalate U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
Di-n-butyl phthalate U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31
Di-n-octyl phthalate U 0.021 0.052 mg/L 10 26-Mar-2019 18:31
Fluoranthene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Fluorene U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
Hexachlorobenzene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Hexachlorobutadiene U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
Hexachlorocyclopentadiene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Hexachloroethane U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31
Indeno(1,2,3-cd)pyrene U 0.0062 0.052 mg/L 10 26-Mar-2019 18:31
Isophorone U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
Naphthalene 0.025 J 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Nitrobenzene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
N-Nitrosodi-n-propylamine U 0.0052 0.052 mg/L 10 26-Mar-2019 18:31
N-Nitrosodiphenylamine U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Pentachlorophenol U 0.0083 0.052 mg/L 10 26-Mar-2019 18:31
Phenanthrene U 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Phenol u 0.0042 0.052 mg/L 10 26-Mar-2019 18:31
Pyrene U 0.0031 0.052 mg/L 10 26-Mar-2019 18:31
Surr: 2,4,6-Tribromophenol 73.7 42-124 %REC 10 26-Mar-2019 18:31
Surr: 2-Fluorobipheny! 84.4 48-120 %REC 10 26-Mar-2019 18:31
Surr: 2-Fluorophenol 56.2 20-120 %REC 10 26-Mar-2019 18:31
Surr: 4-Terphenyl-d14 88.8 51-135 %REC 10 26-Mar-2019 18:31
Surr: Nitrobenzene-d5 69.1 41-120 %REC 10 26-Mar-2019 18:31
Surr: Phenol-d6 56.4 20-120 %REC 10 26-Mar-2019 18:31
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 190 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 170 50.0 150 400 mg/L 10 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 2330) Lab ID:HS19031242-02
Collection Date: 21-Mar-2019 23:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 17:36
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 17:36
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 17:36
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:36
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:36
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 17:36
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 17:36
Benzene 11 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 17:36
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 17:36
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Cyclohexane 0.56 n 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Ethylbenzene 13 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Isopropylbenzene 0.12 J 0.050 0.50 mg/L 100 26-Mar-2019 17:36
m,p-Xylene 7.7 0.060 1.0 mg/L 100 26-Mar-2019 17:36
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Methylcyclohexane 0.79 0.10 0.50 mg/L 100 26-Mar-2019 17:36

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 2330) Lab ID:HS19031242-02
Collection Date: 21-Mar-2019 23:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 17:36
o-Xylene 3.0 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Styrene U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Toluene 4.9 0.050 0.50 mg/L 100 26-Mar-2019 17:36
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 17:36
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 17:36
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 17:36
Xylenes, Total 11 0.050 0.50 mg/L 100 26-Mar-2019 17:36
Surr: 1,2-Dichloroethane-d4 83.9 70-126 %REC 100 26-Mar-2019 17:36
Surr: 4-Bromofluorobenzene 93.3 82-124 %REC 100 26-Mar-2019 17:36
Surr: Dibromofluoromethane 91.1 77-123 %REC 100 26-Mar-2019 17:36
Surr: Toluene-d8 98.6 82-127 %REC 100 26-Mar-2019 17:36

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 2330) Lab ID:HS19031242-02
Collection Date: 21-Mar-2019 23:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.28 J 0.10 1.3 mg/L 10 26-Mar-2019 18:53
2,4,5-Trichlorophenol U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
2,4,6-Trichlorophenol U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
2,4-Dichlorophenol U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
2,4-Dimethylphenol U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
2,4-Dinitrophenol U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
2,4-Dinitrotoluene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
2,6-Dinitrotoluene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
2-Chloronaphthalene U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
2-Chlorophenol U 0.26 1.3 mg/L 10 26-Mar-2019 18:53
2-Methylnaphthalene 0.71 J 0.13 1.3 mg/L 10 26-Mar-2019 18:53
2-Methylphenol U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
2-Nitroaniline U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
2-Nitrophenol U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
3&4-Methylphenol U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
3,3"-Dichlorobenzidine U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
3-Nitroaniline U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
4,6-Dinitro-2-methylphenol U 0.23 1.3 mg/L 10 26-Mar-2019 18:53
4-Bromophenyl phenyl ether U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
4-Chloro-3-methylphenol U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
4-Chloroaniline U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
4-Chlorophenyl phenyl ether U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
4-Nitroaniline U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
4-Nitrophenol U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
Acenaphthene 0.085 J 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Acenaphthylene 0.21 J 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Acetophenone U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Anthracene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Atrazine U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
Benz(a)anthracene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Benzaldehyde U n 0.64 1.3 mg/L 10 26-Mar-2019 18:53
Benzo(a)pyrene U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Benzo(b)fluoranthene U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Benzo(g,h,i)perylene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Benzo(k)fluoranthene U 0.18 1.3 mg/L 10 26-Mar-2019 18:53
Bis(2-chloroethoxy)methane U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Bis(2-chloroethyl)ether U 0.18 1.3 mg/L 10 26-Mar-2019 18:53
Bis(2-chloroisopropyl)ether U 0.20 1.3 mg/L 10 26-Mar-2019 18:53
Bis(2-ethylhexyl)phthalate U 0.20 1.3 mg/L 10 26-Mar-2019 18:53

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032119 2330) Lab ID:HS19031242-02
Collection Date: 21-Mar-2019 23:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
Caprolactam u 0.31 1.3 mg/L 10 26-Mar-2019 18:53
Carbazole U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Chrysene U 0.20 1.3 mg/L 10 26-Mar-2019 18:53
Dibenz(a,h)anthracene U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
Dibenzofuran U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Diethyl phthalate U 0.18 1.3 mg/L 10 26-Mar-2019 18:53
Dimethyl phthalate U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
Di-n-butyl phthalate U 0.20 1.3 mg/L 10 26-Mar-2019 18:53
Di-n-octyl phthalate U 0.51 1.3 mg/L 10 26-Mar-2019 18:53
Fluoranthene U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Fluorene 0.20 J 0.13 1.3 mg/L 10 26-Mar-2019 18:53
Hexachlorobenzene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Hexachlorobutadiene U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
Hexachlorocyclopentadiene U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Hexachloroethane U 0.20 1.3 mg/L 10 26-Mar-2019 18:53
Indeno(1,2,3-cd)pyrene U 0.15 1.3 mg/L 10 26-Mar-2019 18:53
Isophorone U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
Naphthalene 3.5 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Nitrobenzene U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
N-Nitrosodi-n-propylamine U 0.13 1.3 mg/L 10 26-Mar-2019 18:53
N-Nitrosodiphenylamine U 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Pentachlorophenol U 0.20 1.3 mg/L 10 26-Mar-2019 18:53
Phenanthrene 0.18 J 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Phenol u 0.10 1.3 mg/L 10 26-Mar-2019 18:53
Pyrene U 0.077 1.3 mg/L 10 26-Mar-2019 18:53
Surr: 2,4,6-Tribromophenol 0 S 42-124 %REC 10 26-Mar-2019 18:53
Surr: 2-Fluorobipheny! 0 S 48-120 %REC 10 26-Mar-2019 18:53
Surr: 2-Fluorophenol 0 S 20-120 %REC 10 26-Mar-2019 18:53
Surr: 4-Terphenyl-d14 0 S 51-135 %REC 10 26-Mar-2019 18:53
Surr: Nitrobenzene-d5 0 S 41-120 %REC 10 26-Mar-2019 18:53
Surr: Phenol-d6 0 S 20-120 %REC 10 26-Mar-2019 18:53
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 230,000 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 780 * 100 300 400 mg/L 20 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0130) Lab ID:HS19031242-03
Collection Date: 22-Mar-2019 01:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:03
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:03
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 18:03
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:03
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:03
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:03
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 18:03
Benzene 9.0 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 18:03
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 18:03
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Cyclohexane U n 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Ethylbenzene 0.37 J 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Isopropylbenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
m,p-Xylene 2.0 0.060 1.0 mg/L 100 26-Mar-2019 18:03
Methyl acetate 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Methylcyclohexane 0.34 J 0.10 0.50 mg/L 100 26-Mar-2019 18:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0130) Lab ID:HS19031242-03
Collection Date: 22-Mar-2019 01:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 18:03
o-Xylene 0.88 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Styrene 0.35 J 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Toluene 24 0.050 0.50 mg/L 100 26-Mar-2019 18:03
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 18:03
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:03
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 18:03
Xylenes, Total .8 0.050 0.50 mg/L 100 26-Mar-2019 18:03
Surr: 1,2-Dichloroethane-d4 83.3 70-126 %REC 100 26-Mar-2019 18:03
Surr: 4-Bromofluorobenzene 94.4 82-124 %REC 100 26-Mar-2019 18:03
Surr: Dibromofluoromethane 88.8 77-123 %REC 100 26-Mar-2019 18:03
Surr: Toluene-d8 96.3 82-127 %REC 100 26-Mar-2019 18:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0130) Lab ID:HS19031242-03
Collection Date: 22-Mar-2019 01:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl u 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
2,4,5-Trichlorophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
2,4,6-Trichlorophenol U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
2,4-Dichlorophenol U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
2,4-Dimethylphenol 0.0054 J 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
2,4-Dinitrophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
2,4-Dinitrotoluene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
2,6-Dinitrotoluene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
2-Chloronaphthalene U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
2-Chlorophenol U 0.011 0.054 mg/L 10 26-Mar-2019 19:15
2-Methylnaphthalene U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
2-Methylphenol u 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
2-Nitroaniline u 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
2-Nitrophenol u 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
38&4-Methylphenol u 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
3,3"-Dichlorobenzidine U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
3-Nitroaniline u 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
4,6-Dinitro-2-methylphenol U 0.0097 0.054 mg/L 10 26-Mar-2019 19:15
4-Bromophenyl phenyl ether U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
4-Chloro-3-methylphenol U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
4-Chloroaniline U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
4-Chlorophenyl phenyl ether U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
4-Nitroaniline u 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
4-Nitrophenol u 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
Acenaphthene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Acenaphthylene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Acetophenone U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Anthracene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Atrazine U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
Benz(a)anthracene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Benzaldehyde U n 0.027 0.054 mg/L 10 26-Mar-2019 19:15
Benzo(a)pyrene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Benzo(b)fluoranthene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Benzo(g,h,i)perylene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Benzo(k)fluoranthene U 0.0075 0.054 mg/L 10 26-Mar-2019 19:15
Bis(2-chloroethoxy)methane U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Bis(2-chloroethyl)ether U 0.0075 0.054 mg/L 10 26-Mar-2019 19:15
Bis(2-chloroisopropyl)ether U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15
Bis(2-ethylhexyl)phthalate U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0130) Lab ID:HS19031242-03
Collection Date: 22-Mar-2019 01:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
Caprolactam U 0.013 0.054 mg/L 10 26-Mar-2019 19:15
Carbazole U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Chrysene U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15
Dibenz(a,h)anthracene U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
Dibenzofuran U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Diethyl phthalate u 0.0075 0.054 mg/L 10 26-Mar-2019 19:15
Dimethyl phthalate U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
Di-n-butyl phthalate U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15
Di-n-octyl phthalate U 0.022 0.054 mg/L 10 26-Mar-2019 19:15
Fluoranthene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Fluorene U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
Hexachlorobenzene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Hexachlorobutadiene U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
Hexachlorocyclopentadiene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Hexachloroethane U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15
Indeno(1,2,3-cd)pyrene U 0.0065 0.054 mg/L 10 26-Mar-2019 19:15
Isophorone U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
Naphthalene 0.026 J 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Nitrobenzene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
N-Nitrosodi-n-propylamine U 0.0054 0.054 mg/L 10 26-Mar-2019 19:15
N-Nitrosodiphenylamine U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Pentachlorophenol U 0.0086 0.054 mg/L 10 26-Mar-2019 19:15
Phenanthrene U 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Phenol u 0.0043 0.054 mg/L 10 26-Mar-2019 19:15
Pyrene U 0.0032 0.054 mg/L 10 26-Mar-2019 19:15
Surr: 2,4,6-Tribromophenol 68.7 42-124 %REC 10 26-Mar-2019 19:15
Surr: 2-Fluorobipheny! 73.4 48-120 %REC 10 26-Mar-2019 19:15
Surr: 2-Fluorophenol 45.8 J 20-120 %REC 10 26-Mar-2019 19:15
Surr: 4-Terphenyl-d14 80.0 51-135 %REC 10 26-Mar-2019 19:15
Surr: Nitrobenzene-d5 57.9 41-120 %REC 10 26-Mar-2019 19:15
Surr: Phenol-d6 48.2 J 20-120 %REC 10 26-Mar-2019 19:15
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 109 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 170 50.0 150 400 mg/L 10 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0330) Lab ID:HS19031242-04
Collection Date: 22-Mar-2019 03:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:30
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:30
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 18:30
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:30
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:30
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:30
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 18:30
Benzene 7.8 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 18:30
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 18:30
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Cyclohexane U n 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Ethylbenzene 0.28 J 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Isopropylbenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
m,p-Xylene 1.6 0.060 1.0 mg/L 100 26-Mar-2019 18:30
Methyl acetate 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Methylcyclohexane 0.33 J 0.10 0.50 mg/L 100 26-Mar-2019 18:30

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0330) Lab ID:HS19031242-04
Collection Date: 22-Mar-2019 03:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 18:30
o-Xylene 0.76 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Styrene 0.28 J 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Toluene 1.9 0.050 0.50 mg/L 100 26-Mar-2019 18:30
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 18:30
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:30
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 18:30
Xylenes, Total 3 0.050 0.50 mg/L 100 26-Mar-2019 18:30
Surr: 1,2-Dichloroethane-d4 83.0 70-126 %REC 100 26-Mar-2019 18:30
Surr: 4-Bromofluorobenzene 93.9 82-124 %REC 100 26-Mar-2019 18:30
Surr: Dibromofluoromethane 88.9 77-123 %REC 100 26-Mar-2019 18:30
Surr: Toluene-d8 98.1 82-127 %REC 100 26-Mar-2019 18:30

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0330) Lab ID:HS19031242-04
Collection Date: 22-Mar-2019 03:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl u 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
2,4,5-Trichlorophenol U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
2,4,6-Trichlorophenol U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
2,4-Dichlorophenol U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
2,4-Dimethylphenol 0.0057 J 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
2,4-Dinitrophenol U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
2,4-Dinitrotoluene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
2,6-Dinitrotoluene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
2-Chloronaphthalene U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
2-Chlorophenol U 0.011 0.053 mg/L 10 26-Mar-2019 19:38
2-Methylnaphthalene U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
2-Methylphenol u 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
2-Nitroaniline u 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
2-Nitrophenol u 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
38&4-Methylphenol u 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
3,3"-Dichlorobenzidine U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
3-Nitroaniline u 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
4,6-Dinitro-2-methylphenol U 0.0095 0.053 mg/L 10 26-Mar-2019 19:38
4-Bromophenyl phenyl ether U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
4-Chloro-3-methylphenol U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
4-Chloroaniline U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
4-Chlorophenyl phenyl ether U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
4-Nitroaniline u 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
4-Nitrophenol u 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
Acenaphthene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Acenaphthylene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Acetophenone U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Anthracene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Atrazine U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
Benz(a)anthracene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Benzaldehyde U n 0.026 0.053 mg/L 10 26-Mar-2019 19:38
Benzo(a)pyrene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Benzo(b)fluoranthene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Benzo(g,h,i)perylene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Benzo(k)fluoranthene U 0.0074 0.053 mg/L 10 26-Mar-2019 19:38
Bis(2-chloroethoxy)methane U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Bis(2-chloroethyl)ether U 0.0074 0.053 mg/L 10 26-Mar-2019 19:38
Bis(2-chloroisopropyl)ether U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38
Bis(2-ethylhexyl)phthalate U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0330) Lab ID:HS19031242-04
Collection Date: 22-Mar-2019 03:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
Caprolactam U 0.013 0.053 mg/L 10 26-Mar-2019 19:38
Carbazole U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Chrysene U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38
Dibenz(a,h)anthracene U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
Dibenzofuran U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Diethyl phthalate u 0.0074 0.053 mg/L 10 26-Mar-2019 19:38
Dimethyl phthalate U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
Di-n-butyl phthalate U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38
Di-n-octyl phthalate U 0.021 0.053 mg/L 10 26-Mar-2019 19:38
Fluoranthene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Fluorene U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
Hexachlorobenzene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Hexachlorobutadiene U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
Hexachlorocyclopentadiene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Hexachloroethane U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38
Indeno(1,2,3-cd)pyrene U 0.0063 0.053 mg/L 10 26-Mar-2019 19:38
Isophorone U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
Naphthalene 0.029 J 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Nitrobenzene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
N-Nitrosodi-n-propylamine U 0.0053 0.053 mg/L 10 26-Mar-2019 19:38
N-Nitrosodiphenylamine U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Pentachlorophenol U 0.0084 0.053 mg/L 10 26-Mar-2019 19:38
Phenanthrene U 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Phenol u 0.0042 0.053 mg/L 10 26-Mar-2019 19:38
Pyrene U 0.0032 0.053 mg/L 10 26-Mar-2019 19:38
Surr: 2,4,6-Tribromophenol 58.9 42-124 %REC 10 26-Mar-2019 19:38
Surr: 2-Fluorobipheny! 65.7 48-120 %REC 10 26-Mar-2019 19:38
Surr: 2-Fluorophenol 46.8 J 20-120 %REC 10 26-Mar-2019 19:38
Surr: 4-Terphenyl-d14 71.7 51-135 %REC 10 26-Mar-2019 19:38
Surr: Nitrobenzene-d5 54.0 41-120 %REC 10 26-Mar-2019 19:38
Surr: Phenol-d6 44.5 J 20-120 %REC 10 26-Mar-2019 19:38
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 131 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 180 50.0 150 400 mg/L 10 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0530) Lab ID:HS19031242-05
Collection Date: 22-Mar-2019 05:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:57
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 18:57
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 18:57
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:57
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:57
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 18:57
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 18:57
Benzene 12 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 18:57
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 18:57
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Cyclohexane U n 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Ethylbenzene 0.38 J 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Isopropylbenzene U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
m,p-Xylene 2.0 0.060 1.0 mg/L 100 26-Mar-2019 18:57
Methyl acetate 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Methylcyclohexane 0.33 J 0.10 0.50 mg/L 100 26-Mar-2019 18:57

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0530) Lab ID:HS19031242-05
Collection Date: 22-Mar-2019 05:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 18:57
o-Xylene 0.96 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Styrene 0.40 J 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Toluene 29 0.050 0.50 mg/L 100 26-Mar-2019 18:57
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 18:57
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 18:57
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 18:57
Xylenes, Total 9 0.050 0.50 mg/L 100 26-Mar-2019 18:57
Surr: 1,2-Dichloroethane-d4 85.1 70-126 %REC 100 26-Mar-2019 18:57
Surr: 4-Bromofluorobenzene 94.5 82-124 %REC 100 26-Mar-2019 18:57
Surr: Dibromofluoromethane 90.6 77-123 %REC 100 26-Mar-2019 18:57
Surr: Toluene-d8 96.5 82-127 %REC 100 26-Mar-2019 18:57

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0530) Lab ID:HS19031242-05
Collection Date: 22-Mar-2019 05:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl u 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
2,4,5-Trichlorophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
2,4,6-Trichlorophenol U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
2,4-Dichlorophenol U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
2,4-Dimethylphenol 0.0055 J 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
2,4-Dinitrophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
2,4-Dinitrotoluene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
2,6-Dinitrotoluene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
2-Chloronaphthalene U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
2-Chlorophenol U 0.011 0.054 mg/L 10 26-Mar-2019 20:00
2-Methylnaphthalene U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
2-Methylphenol u 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
2-Nitroaniline u 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
2-Nitrophenol u 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
38&4-Methylphenol u 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
3,3"-Dichlorobenzidine U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
3-Nitroaniline u 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
4,6-Dinitro-2-methylphenol U 0.0098 0.054 mg/L 10 26-Mar-2019 20:00
4-Bromophenyl phenyl ether U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
4-Chloro-3-methylphenol U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
4-Chloroaniline U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
4-Chlorophenyl phenyl ether U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
4-Nitroaniline u 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
4-Nitrophenol u 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
Acenaphthene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Acenaphthylene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Acetophenone U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Anthracene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Atrazine U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
Benz(a)anthracene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Benzaldehyde U n 0.027 0.054 mg/L 10 26-Mar-2019 20:00
Benzo(a)pyrene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Benzo(b)fluoranthene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Benzo(g,h,i)perylene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Benzo(k)fluoranthene U 0.0076 0.054 mg/L 10 26-Mar-2019 20:00
Bis(2-chloroethoxy)methane U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Bis(2-chloroethyl)ether U 0.0076 0.054 mg/L 10 26-Mar-2019 20:00
Bis(2-chloroisopropyl)ether U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00
Bis(2-ethylhexyl)phthalate U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0530) Lab ID:HS19031242-05
Collection Date: 22-Mar-2019 05:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
Caprolactam U 0.013 0.054 mg/L 10 26-Mar-2019 20:00
Carbazole U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Chrysene U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00
Dibenz(a,h)anthracene U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
Dibenzofuran U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Diethyl phthalate u 0.0076 0.054 mg/L 10 26-Mar-2019 20:00
Dimethyl phthalate U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
Di-n-butyl phthalate U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00
Di-n-octyl phthalate U 0.022 0.054 mg/L 10 26-Mar-2019 20:00
Fluoranthene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Fluorene U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
Hexachlorobenzene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Hexachlorobutadiene U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
Hexachlorocyclopentadiene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Hexachloroethane U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00
Indeno(1,2,3-cd)pyrene U 0.0065 0.054 mg/L 10 26-Mar-2019 20:00
Isophorone U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
Naphthalene 0.024 J 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Nitrobenzene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
N-Nitrosodi-n-propylamine U 0.0054 0.054 mg/L 10 26-Mar-2019 20:00
N-Nitrosodiphenylamine U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Pentachlorophenol U 0.0087 0.054 mg/L 10 26-Mar-2019 20:00
Phenanthrene U 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Phenol u 0.0043 0.054 mg/L 10 26-Mar-2019 20:00
Pyrene U 0.0033 0.054 mg/L 10 26-Mar-2019 20:00
Surr: 2,4,6-Tribromophenol 63.6 42-124 %REC 10 26-Mar-2019 20:00
Surr: 2-Fluorobipheny! 66.1 48-120 %REC 10 26-Mar-2019 20:00
Surr: 2-Fluorophenol 44.2 J 20-120 %REC 10 26-Mar-2019 20:00
Surr: 4-Terphenyl-d14 73.2 51-135 %REC 10 26-Mar-2019 20:00
Surr: Nitrobenzene-d5 51.7 41-120 %REC 10 26-Mar-2019 20:00
Surr: Phenol-d6 45.7 J 20-120 %REC 10 26-Mar-2019 20:00
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 196 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 230 50.0 150 400 mg/L 10 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0730) Lab ID:HS19031242-06
Collection Date: 22-Mar-2019 07:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 19:25
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 19:25
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 19:25
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:25
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:25
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:25
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 19:25
Benzene 16 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 19:25
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 19:25
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Cyclohexane 0.38 Jn 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Ethylbenzene 0.82 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Isopropylbenzene 0.053 J 0.050 0.50 mg/L 100 26-Mar-2019 19:25
m,p-Xylene 4.3 0.060 1.0 mg/L 100 26-Mar-2019 19:25
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Methylcyclohexane 0.39 J 0.10 0.50 mg/L 100 26-Mar-2019 19:25

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0730) Lab ID:HS19031242-06
Collection Date: 22-Mar-2019 07:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 19:25
o-Xylene 1.8 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Styrene 0.82 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Toluene 5.1 0.050 0.50 mg/L 100 26-Mar-2019 19:25
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 19:25
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 19:25
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 19:25
Xylenes, Total 6.1 0.050 0.50 mg/L 100 26-Mar-2019 19:25
Surr: 1,2-Dichloroethane-d4 84.2 70-126 %REC 100 26-Mar-2019 19:25
Surr: 4-Bromofluorobenzene 93.6 82-124 %REC 100 26-Mar-2019 19:25
Surr: Dibromofluoromethane 89.1 77-123 %REC 100 26-Mar-2019 19:25
Surr: Toluene-d8 96.1 82-127 %REC 100 26-Mar-2019 19:25

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0730) Lab ID:HS19031242-06
Collection Date: 22-Mar-2019 07:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.016 J 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
2,4,5-Trichlorophenol U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
2,4,6-Trichlorophenol U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
2,4-Dichlorophenol U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
2,4-Dimethylphenol u 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
2,4-Dinitrophenol U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
2,4-Dinitrotoluene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
2,6-Dinitrotoluene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
2-Chloronaphthalene U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
2-Chlorophenol U 0.016 0.078 mg/L 10 26-Mar-2019 20:22
2-Methylnaphthalene 0.037 J 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
2-Methylphenol u 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
2-Nitroaniline u 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
2-Nitrophenol u 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
38&4-Methylphenol u 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
3,3"-Dichlorobenzidine U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
3-Nitroaniline u 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
4,6-Dinitro-2-methylphenol U 0.014 0.078 mg/L 10 26-Mar-2019 20:22
4-Bromophenyl phenyl ether U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
4-Chloro-3-methylphenol U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
4-Chloroaniline U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
4-Chlorophenyl phenyl ether U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
4-Nitroaniline u 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
4-Nitrophenol u 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
Acenaphthene 0.0056 J 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Acenaphthylene 0.013 J 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Acetophenone U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Anthracene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Atrazine U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
Benz(a)anthracene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Benzaldehyde U n 0.039 0.078 mg/L 10 26-Mar-2019 20:22
Benzo(a)pyrene U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Benzo(b)fluoranthene U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Benzo(g,h,i)perylene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Benzo(k)fluoranthene U 0.011 0.078 mg/L 10 26-Mar-2019 20:22
Bis(2-chloroethoxy)methane U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Bis(2-chloroethyl)ether U 0.011 0.078 mg/L 10 26-Mar-2019 20:22
Bis(2-chloroisopropyl)ether U 0.012 0.078 mg/L 10 26-Mar-2019 20:22
Bis(2-ethylhexyl)phthalate U 0.012 0.078 mg/L 10 26-Mar-2019 20:22

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0730) Lab ID:HS19031242-06
Collection Date: 22-Mar-2019 07:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
Caprolactam U 0.019 0.078 mg/L 10 26-Mar-2019 20:22
Carbazole U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Chrysene U 0.012 0.078 mg/L 10 26-Mar-2019 20:22
Dibenz(a,h)anthracene U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
Dibenzofuran U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Diethyl phthalate u 0.011 0.078 mg/L 10 26-Mar-2019 20:22
Dimethyl phthalate U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
Di-n-butyl phthalate U 0.012 0.078 mg/L 10 26-Mar-2019 20:22
Di-n-octyl phthalate U 0.031 0.078 mg/L 10 26-Mar-2019 20:22
Fluoranthene U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Fluorene 0.011 J 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
Hexachlorobenzene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Hexachlorobutadiene U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
Hexachlorocyclopentadiene U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Hexachloroethane U 0.012 0.078 mg/L 10 26-Mar-2019 20:22
Indeno(1,2,3-cd)pyrene U 0.0094 0.078 mg/L 10 26-Mar-2019 20:22
Isophorone U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
Naphthalene 0.18 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Nitrobenzene U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
N-Nitrosodi-n-propylamine U 0.0078 0.078 mg/L 10 26-Mar-2019 20:22
N-Nitrosodiphenylamine U 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Pentachlorophenol U 0.012 0.078 mg/L 10 26-Mar-2019 20:22
Phenanthrene 0.012 J 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Phenol u 0.0062 0.078 mg/L 10 26-Mar-2019 20:22
Pyrene U 0.0047 0.078 mg/L 10 26-Mar-2019 20:22
Surr: 2,4,6-Tribromophenol 0 S 42-124 %REC 10 26-Mar-2019 20:22
Surr: 2-Fluorobipheny! 0 S 48-120 %REC 10 26-Mar-2019 20:22
Surr: 2-Fluorophenol 0 S 20-120 %REC 10 26-Mar-2019 20:22
Surr: 4-Terphenyl-d14 0 S 51-135 %REC 10 26-Mar-2019 20:22
Surr: Nitrobenzene-d5 0 S 41-120 %REC 10 26-Mar-2019 20:22
Surr: Phenol-d6 0 S 20-120 %REC 10 26-Mar-2019 20:22
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 1,130 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 210 50.0 150 400 mg/L 10 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0930) Lab ID:HS19031242-07
Collection Date: 22-Mar-2019 09:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 19:52
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 19:52
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 19:52
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:52
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:52
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 19:52
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 19:52
Benzene 18 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 19:52
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 19:52
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Cyclohexane 0.31 Jn 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Ethylbenzene 0.62 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Isopropylbenzene U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
m,p-Xylene 341 0.060 1.0 mg/L 100 26-Mar-2019 19:52
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Methylcyclohexane 0.36 J 0.10 0.50 mg/L 100 26-Mar-2019 19:52

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0930) Lab ID:HS19031242-07
Collection Date: 22-Mar-2019 09:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 19:52
o-Xylene 1.4 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Styrene 0.63 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Toluene 4.5 0.050 0.50 mg/L 100 26-Mar-2019 19:52
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 19:52
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 19:52
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 19:52
Xylenes, Total 4.5 0.050 0.50 mg/L 100 26-Mar-2019 19:52
Surr: 1,2-Dichloroethane-d4 83.5 70-126 %REC 100 26-Mar-2019 19:52
Surr: 4-Bromofluorobenzene 92.6 82-124 %REC 100 26-Mar-2019 19:52
Surr: Dibromofluoromethane 88.0 77-123 %REC 100 26-Mar-2019 19:52
Surr: Toluene-d8 98.8 82-127 %REC 100 26-Mar-2019 19:52

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0930) Lab ID:HS19031242-07
Collection Date: 22-Mar-2019 09:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.0070 J 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
2,4,5-Trichlorophenol U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
2,4,6-Trichlorophenol U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
2,4-Dichlorophenol U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
2,4-Dimethylphenol u 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
2,4-Dinitrophenol U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
2,4-Dinitrotoluene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
2,6-Dinitrotoluene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
2-Chloronaphthalene U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
2-Chlorophenol U 0.010 0.052 mg/L 10 26-Mar-2019 20:45
2-Methylnaphthalene 0.020 J 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
2-Methylphenol u 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
2-Nitroaniline u 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
2-Nitrophenol u 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
38&4-Methylphenol u 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
3,3"-Dichlorobenzidine U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
3-Nitroaniline u 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
4,6-Dinitro-2-methylphenol U 0.0093 0.052 mg/L 10 26-Mar-2019 20:45
4-Bromophenyl phenyl ether U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
4-Chloro-3-methylphenol U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
4-Chloroaniline U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
4-Chlorophenyl phenyl ether U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
4-Nitroaniline u 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
4-Nitrophenol u 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
Acenaphthene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Acenaphthylene 0.0058 J 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Acetophenone U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Anthracene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Atrazine U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
Benz(a)anthracene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Benzaldehyde U n 0.026 0.052 mg/L 10 26-Mar-2019 20:45
Benzo(a)pyrene U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Benzo(b)fluoranthene U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Benzo(g,h,i)perylene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Benzo(k)fluoranthene U 0.0072 0.052 mg/L 10 26-Mar-2019 20:45
Bis(2-chloroethoxy)methane U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Bis(2-chloroethyl)ether U 0.0072 0.052 mg/L 10 26-Mar-2019 20:45
Bis(2-chloroisopropyl)ether U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45
Bis(2-ethylhexyl)phthalate U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 0930) Lab ID:HS19031242-07
Collection Date: 22-Mar-2019 09:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
Caprolactam U 0.012 0.052 mg/L 10 26-Mar-2019 20:45
Carbazole U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Chrysene U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45
Dibenz(a,h)anthracene U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
Dibenzofuran U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Diethyl phthalate u 0.0072 0.052 mg/L 10 26-Mar-2019 20:45
Dimethyl phthalate U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
Di-n-butyl phthalate U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45
Di-n-octyl phthalate U 0.021 0.052 mg/L 10 26-Mar-2019 20:45
Fluoranthene U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Fluorene U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
Hexachlorobenzene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Hexachlorobutadiene U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
Hexachlorocyclopentadiene U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Hexachloroethane U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45
Indeno(1,2,3-cd)pyrene U 0.0062 0.052 mg/L 10 26-Mar-2019 20:45
Isophorone U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
Naphthalene 0.11 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Nitrobenzene U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
N-Nitrosodi-n-propylamine U 0.0052 0.052 mg/L 10 26-Mar-2019 20:45
N-Nitrosodiphenylamine U 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Pentachlorophenol U 0.0082 0.052 mg/L 10 26-Mar-2019 20:45
Phenanthrene 0.0053 J 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Phenol u 0.0041 0.052 mg/L 10 26-Mar-2019 20:45
Pyrene U 0.0031 0.052 mg/L 10 26-Mar-2019 20:45
Surr: 2,4,6-Tribromophenol 53.5 42-124 %REC 10 26-Mar-2019 20:45
Surr: 2-Fluorobipheny! 59.6 48-120 %REC 10 26-Mar-2019 20:45
Surr: 2-Fluorophenol 44.3 J 20-120 %REC 10 26-Mar-2019 20:45
Surr: 4-Terphenyl-d14 63.4 51-135 %REC 10 26-Mar-2019 20:45
Surr: Nitrobenzene-d5 48.2 J 41-120 %REC 10 26-Mar-2019 20:45
Surr: Phenol-d6 40.9 J 20-120 %REC 10 26-Mar-2019 20:45
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 916 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 195 25.0 75.0 400 mg/L 5 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1130) Lab ID:HS19031242-08
Collection Date: 22-Mar-2019 11:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 20:19
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 20:19
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 20:19
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:19
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:19
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:19
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 20:19
Benzene 45 0.30 25 mg/L 500 27-Mar-2019 12:01
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 20:19
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 20:19
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Cyclohexane 0.46 Jn 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Ethylbenzene 1.1 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Isopropylbenzene 0.059 J 0.050 0.50 mg/L 100 26-Mar-2019 20:19
m,p-Xylene 5.4 0.060 1.0 mg/L 100 26-Mar-2019 20:19
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Methylcyclohexane 0.42 J 0.10 0.50 mg/L 100 26-Mar-2019 20:19

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1130) Lab ID:HS19031242-08
Collection Date: 22-Mar-2019 11:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 20:19
o-Xylene 21 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Styrene 1.1 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Toluene 7.8 0.050 0.50 mg/L 100 26-Mar-2019 20:19
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 20:19
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 20:19
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 20:19
Xylenes, Total 7.5 0.050 0.50 mg/L 100 26-Mar-2019 20:19
Surr: 1,2-Dichloroethane-d4 84.2 70-126 %REC 100 26-Mar-2019 20:19
Surr: 1,2-Dichloroethane-d4 114 70-126 %REC 500 27-Mar-2019 12:01
Surr: 4-Bromofluorobenzene 93.7 82-124 %REC 100 26-Mar-2019 20:19
Surr: 4-Bromofluorobenzene 102 82-124 %REC 500 27-Mar-2019 12:01
Surr: Dibromofluoromethane 88.5 77-123 %REC 100 26-Mar-2019 20:19
Surr: Dibromofluoromethane 104 77-123 %REC 500 27-Mar-2019 12:01
Surr: Toluene-d8 98.5 82-127 %REC 100 26-Mar-2019 20:19
Surr: Toluene-d8 104 82-127 %REC 500 27-Mar-2019 12:01

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1130) Lab ID:HS19031242-08
Collection Date: 22-Mar-2019 11:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.23 J 0.11 1.3 mg/L 10 26-Mar-2019 21:07
2,4,5-Trichlorophenol U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
2,4,6-Trichlorophenol U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
2,4-Dichlorophenol U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
2,4-Dimethylphenol U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
2,4-Dinitrophenol U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
2,4-Dinitrotoluene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
2,6-Dinitrotoluene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
2-Chloronaphthalene U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
2-Chlorophenol U 0.26 1.3 mg/L 10 26-Mar-2019 21:07
2-Methylnaphthalene 0.67 J 0.13 1.3 mg/L 10 26-Mar-2019 21:07
2-Methylphenol U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
2-Nitroaniline U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
2-Nitrophenol U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
3&4-Methylphenol U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
3,3"-Dichlorobenzidine U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
3-Nitroaniline U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
4,6-Dinitro-2-methylphenol U 0.24 1.3 mg/L 10 26-Mar-2019 21:07
4-Bromophenyl phenyl ether U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
4-Chloro-3-methylphenol U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
4-Chloroaniline U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
4-Chlorophenyl phenyl ether U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
4-Nitroaniline U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
4-Nitrophenol U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
Acenaphthene 0.079 J 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Acenaphthylene 0.19 J 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Acetophenone U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Anthracene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Atrazine U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
Benz(a)anthracene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Benzaldehyde U n 0.66 1.3 mg/L 10 26-Mar-2019 21:07
Benzo(a)pyrene U 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Benzo(b)fluoranthene U 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Benzo(g,h,i)perylene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Benzo(k)fluoranthene U 0.18 1.3 mg/L 10 26-Mar-2019 21:07
Bis(2-chloroethoxy)methane U 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Bis(2-chloroethyl)ether U 0.18 1.3 mg/L 10 26-Mar-2019 21:07
Bis(2-chloroisopropyl)ether U 0.21 1.3 mg/L 10 26-Mar-2019 21:07
Bis(2-ethylhexyl)phthalate U 0.21 1.3 mg/L 10 26-Mar-2019 21:07

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1130) Lab ID:HS19031242-08
Collection Date: 22-Mar-2019 11:30 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
Caprolactam u 0.32 1.3 mg/L 10 26-Mar-2019 21:07
Carbazole U 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Chrysene U 0.21 1.3 mg/L 10 26-Mar-2019 21:07
Dibenz(a,h)anthracene U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
Dibenzofuran U 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Diethyl phthalate U 0.18 1.3 mg/L 10 26-Mar-2019 21:07
Dimethyl phthalate U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
Di-n-butyl phthalate U 0.21 1.3 mg/L 10 26-Mar-2019 21:07
Di-n-octyl phthalate U 0.53 1.3 mg/L 10 26-Mar-2019 21:07
Fluoranthene U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
Fluorene 0.15 J 0.13 1.3 mg/L 10 26-Mar-2019 21:07
Hexachlorobenzene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Hexachlorobutadiene U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
Hexachlorocyclopentadiene U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
Hexachloroethane U 0.21 1.3 mg/L 10 26-Mar-2019 21:07
Indeno(1,2,3-cd)pyrene U 0.16 1.3 mg/L 10 26-Mar-2019 21:07
Isophorone U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
Naphthalene 3.5 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Nitrobenzene U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
N-Nitrosodi-n-propylamine U 0.13 1.3 mg/L 10 26-Mar-2019 21:07
N-Nitrosodiphenylamine U 0.1 1.3 mg/L 10 26-Mar-2019 21:07
Pentachlorophenol U 0.21 1.3 mg/L 10 26-Mar-2019 21:07
Phenanthrene 0.15 J 0.1 1.3 mg/L 10 26-Mar-2019 21:07
Phenol u 0.11 1.3 mg/L 10 26-Mar-2019 21:07
Pyrene U 0.079 1.3 mg/L 10 26-Mar-2019 21:07
Surr: 2,4,6-Tribromophenol 0 S 42-124 %REC 10 26-Mar-2019 21:07
Surr: 2-Fluorobipheny! 0 S 48-120 %REC 10 26-Mar-2019 21:07
Surr: 2-Fluorophenol 0 S 20-120 %REC 10 26-Mar-2019 21:07
Surr: 4-Terphenyl-d14 0 S 51-135 %REC 10 26-Mar-2019 21:07
Surr: Nitrobenzene-d5 0 S 41-120 %REC 10 26-Mar-2019 21:07
Surr: Phenol-d6 0 S 20-120 %REC 10 26-Mar-2019 21:07
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 4,390 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 830 * 50.0 150 400 mg/L 10 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1600) Lab ID:HS19031242-09
Collection Date: 22-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 20:47
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 20:47
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 20:47
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:47
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:47
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 20:47
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 20:47
Benzene 45 0.30 25 mg/L 500 27-Mar-2019 12:25
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 20:47
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 20:47
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Cyclohexane 0.30 Jn 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Ethylbenzene 0.83 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Isopropylbenzene 0.050 0.50 mg/L 100 26-Mar-2019 20:47
m,p-Xylene 4.2 0.060 1.0 mg/L 100 26-Mar-2019 20:47
Methyl acetate 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Methylcyclohexane 0.36 J 0.10 0.50 mg/L 100 26-Mar-2019 20:47

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1600) Lab ID:HS19031242-09
Collection Date: 22-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 20:47
o-Xylene 1.7 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Styrene 0.94 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Toluene 71 0.050 0.50 mg/L 100 26-Mar-2019 20:47
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 20:47
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 20:47
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 20:47
Xylenes, Total 5.9 0.050 0.50 mg/L 100 26-Mar-2019 20:47
Surr: 1,2-Dichloroethane-d4 85.6 70-126 %REC 100 26-Mar-2019 20:47
Surr: 1,2-Dichloroethane-d4 117 70-126 %REC 500 27-Mar-2019 12:25
Surr: 4-Bromofluorobenzene 95.1 82-124 %REC 100 26-Mar-2019 20:47
Surr: 4-Bromofluorobenzene 101 82-124 %REC 500 27-Mar-2019 12:25
Surr: Dibromofluoromethane 90.5 77-123 %REC 100 26-Mar-2019 20:47
Surr: Dibromofluoromethane 103 77-123 %REC 500 27-Mar-2019 12:25
Surr: Toluene-d8 96.2 82-127 %REC 100 26-Mar-2019 20:47
Surr: Toluene-d8 104 82-127 %REC 500 27-Mar-2019 12:25

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1600) Lab ID:HS19031242-09
Collection Date: 22-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl u 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
2,4,5-Trichlorophenol U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
2,4,6-Trichlorophenol U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
2,4-Dichlorophenol U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
2,4-Dimethylphenol 0.021 J 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
2,4-Dinitrophenol U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
2,4-Dinitrotoluene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
2,6-Dinitrotoluene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
2-Chloronaphthalene U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
2-Chlorophenol U 0.011 0.053 mg/L 10 26-Mar-2019 21:29
2-Methylnaphthalene 0.015 J 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
2-Methylphenol 0.023 J 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
2-Nitroaniline u 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
2-Nitrophenol u 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
3&4-Methylphenol 0.026 J 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
3,3"-Dichlorobenzidine U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
3-Nitroaniline u 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
4,6-Dinitro-2-methylphenol U 0.0096 0.053 mg/L 10 26-Mar-2019 21:29
4-Bromophenyl phenyl ether U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
4-Chloro-3-methylphenol U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
4-Chloroaniline U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
4-Chlorophenyl phenyl ether U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
4-Nitroaniline u 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
4-Nitrophenol u 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
Acenaphthene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Acenaphthylene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Acetophenone 0.0078 J 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Anthracene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Atrazine U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
Benz(a)anthracene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Benzaldehyde U n 0.027 0.053 mg/L 10 26-Mar-2019 21:29
Benzo(a)pyrene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Benzo(b)fluoranthene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Benzo(g,h,i)perylene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Benzo(k)fluoranthene U 0.0074 0.053 mg/L 10 26-Mar-2019 21:29
Bis(2-chloroethoxy)methane U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Bis(2-chloroethyl)ether U 0.0074 0.053 mg/L 10 26-Mar-2019 21:29
Bis(2-chloroisopropyl)ether U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29
Bis(2-ethylhexyl)phthalate U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032219 1600) Lab ID:HS19031242-09
Collection Date: 22-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
Caprolactam U 0.013 0.053 mg/L 10 26-Mar-2019 21:29
Carbazole U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Chrysene U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29
Dibenz(a,h)anthracene U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
Dibenzofuran U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Diethyl phthalate u 0.0074 0.053 mg/L 10 26-Mar-2019 21:29
Dimethyl phthalate U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
Di-n-butyl phthalate U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29
Di-n-octyl phthalate U 0.021 0.053 mg/L 10 26-Mar-2019 21:29
Fluoranthene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Fluorene U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
Hexachlorobenzene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Hexachlorobutadiene U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
Hexachlorocyclopentadiene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Hexachloroethane U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29
Indeno(1,2,3-cd)pyrene U 0.0064 0.053 mg/L 10 26-Mar-2019 21:29
Isophorone 0.019 J 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
Naphthalene 0.074 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Nitrobenzene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
N-Nitrosodi-n-propylamine U 0.0053 0.053 mg/L 10 26-Mar-2019 21:29
N-Nitrosodiphenylamine U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Pentachlorophenol U 0.0085 0.053 mg/L 10 26-Mar-2019 21:29
Phenanthrene U 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Phenol 0.011 J 0.0043 0.053 mg/L 10 26-Mar-2019 21:29
Pyrene U 0.0032 0.053 mg/L 10 26-Mar-2019 21:29
Surr: 2,4,6-Tribromophenol 73.5 42-124 %REC 10 26-Mar-2019 21:29
Surr: 2-Fluorobipheny! 77.7 48-120 %REC 10 26-Mar-2019 21:29
Surr: 2-Fluorophenol 44.5 J 20-120 %REC 10 26-Mar-2019 21:29
Surr: 4-Terphenyl-d14 90.2 51-135 %REC 10 26-Mar-2019 21:29
Surr: Nitrobenzene-d5 58.6 41-120 %REC 10 26-Mar-2019 21:29
Surr: Phenol-d6 49.5 J 20-120 %REC 10 26-Mar-2019 21:29
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 248 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 410 * 50.0 150 400 mg/L 10 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2000) Lab ID:HS19031242-10
Collection Date: 23-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:14
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:14
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 21:14
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
2-Butanone 0.1 0.10 1.0 mg/L 100 26-Mar-2019 21:14
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:14
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:14
Acetone 0.72 0.20 1.0 mg/L 100 26-Mar-2019 21:14
Benzene 250 1.2 10 mg/L 2000 27-Mar-2019 16:32
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 21:14
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 21:14
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Cyclohexane 0.58 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Ethylbenzene 13 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Isopropylbenzene 0.096 0.050 0.50 mg/L 100 26-Mar-2019 21:14
m,p-Xylene 5.5 0.060 1.0 mg/L 100 26-Mar-2019 21:14
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Methylcyclohexane 0.53 0.10 0.50 mg/L 100 26-Mar-2019 21:14

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2000) Lab ID:HS19031242-10
Collection Date: 23-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 21:14
o-Xylene 24 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Styrene 1.9 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Toluene 12 0.050 0.50 mg/L 100 26-Mar-2019 21:14
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 21:14
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:14
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 21:14
Xylenes, Total 7.9 0.050 0.50 mg/L 100 26-Mar-2019 21:14
Surr: 1,2-Dichloroethane-d4 90.7 70-126 %REC 100 26-Mar-2019 21:14
Surr: 1,2-Dichloroethane-d4 113 70-126 %REC 2000 27-Mar-2019 16:32
Surr: 4-Bromofluorobenzene 96.3 82-124 %REC 100 26-Mar-2019 21:14
Surr: 4-Bromofluorobenzene 102 82-124 %REC 2000 27-Mar-2019 16:32
Surr: Dibromofluoromethane 94.9 77-123 %REC 100 26-Mar-2019 21:14
Surr: Dibromofluoromethane 106 77-123 %REC 2000 27-Mar-2019 16:32
Surr: Toluene-d8 97.5 82-127 %REC 100 26-Mar-2019 21:14
Surr: Toluene-d8 103 82-127 %REC 2000 27-Mar-2019 16:32

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2000) Lab ID:HS19031242-10
Collection Date: 23-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.035 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
2,4,5-Trichlorophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
2,4,6-Trichlorophenol U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
2,4-Dichlorophenol U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
2,4-Dimethylphenol u 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
2,4-Dinitrophenol U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
2,4-Dinitrotoluene U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
2,6-Dinitrotoluene U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
2-Chloronaphthalene U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
2-Chlorophenol U 0.011 0.054 mg/L 10 26-Mar-2019 21:52
2-Methylnaphthalene 0.29 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
2-Methylphenol 0.011 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
2-Nitroaniline u 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
2-Nitrophenol u 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
3&4-Methylphenol 0.0047 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
3,3"-Dichlorobenzidine U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
3-Nitroaniline u 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
4,6-Dinitro-2-methylphenol U 0.0097 0.054 mg/L 10 26-Mar-2019 21:52
4-Bromophenyl phenyl ether U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
4-Chloro-3-methylphenol U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
4-Chloroaniline U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
4-Chlorophenyl phenyl ether U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
4-Nitroaniline u 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
4-Nitrophenol u 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
Acenaphthene 0.013 J 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Acenaphthylene 0.028 J 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Acetophenone U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Anthracene 0.0063 J 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Atrazine U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
Benz(a)anthracene U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Benzaldehyde U n 0.027 0.054 mg/L 10 26-Mar-2019 21:52
Benzo(a)pyrene U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Benzo(b)fluoranthene U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Benzo(g,h,i)perylene U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Benzo(k)fluoranthene U 0.0075 0.054 mg/L 10 26-Mar-2019 21:52
Bis(2-chloroethoxy)methane U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Bis(2-chloroethyl)ether U 0.0075 0.054 mg/L 10 26-Mar-2019 21:52
Bis(2-chloroisopropyl)ether U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52
Bis(2-ethylhexyl)phthalate U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2000) Lab ID:HS19031242-10
Collection Date: 23-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
Caprolactam U 0.013 0.054 mg/L 10 26-Mar-2019 21:52
Carbazole U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Chrysene U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52
Dibenz(a,h)anthracene U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
Dibenzofuran U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Diethyl phthalate u 0.0075 0.054 mg/L 10 26-Mar-2019 21:52
Dimethyl phthalate U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
Di-n-butyl phthalate U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52
Di-n-octyl phthalate U 0.022 0.054 mg/L 10 26-Mar-2019 21:52
Fluoranthene 0.0043 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Fluorene 0.025 J 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
Hexachlorobenzene U 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Hexachlorobutadiene U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
Hexachlorocyclopentadiene U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Hexachloroethane U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52
Indeno(1,2,3-cd)pyrene U 0.0065 0.054 mg/L 10 26-Mar-2019 21:52
Isophorone 0.044 J 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
Naphthalene 0.64 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Nitrobenzene U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
N-Nitrosodi-n-propylamine U 0.0054 0.054 mg/L 10 26-Mar-2019 21:52
N-Nitrosodiphenylamine U 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Pentachlorophenol U 0.0086 0.054 mg/L 10 26-Mar-2019 21:52
Phenanthrene 0.030 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Phenol 0.0096 J 0.0043 0.054 mg/L 10 26-Mar-2019 21:52
Pyrene 0.0088 J 0.0032 0.054 mg/L 10 26-Mar-2019 21:52
Surr: 2,4,6-Tribromophenol 62.3 42-124 %REC 10 26-Mar-2019 21:52
Surr: 2-Fluorobipheny! 67.6 48-120 %REC 10 26-Mar-2019 21:52
Surr: 2-Fluorophenol 47.0 J 20-120 %REC 10 26-Mar-2019 21:52
Surr: 4-Terphenyl-d14 75.3 51-135 %REC 10 26-Mar-2019 21:52
Surr: Nitrobenzene-d5 55.3 41-120 %REC 10 26-Mar-2019 21:52
Surr: Phenol-d6 38.4 J 20-120 %REC 10 26-Mar-2019 21:52
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 1,090 * 0.610 2.00 15 mg/L 1 26-Mar-2019 14:45
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,150 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2200) Lab ID:HS19031242-11
Collection Date: 23-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:41
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:41
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 21:41
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
2-Butanone 0.10 J 0.10 1.0 mg/L 100 26-Mar-2019 21:41
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:41
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:41
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 21:41
Benzene 82 0.30 2.5 mg/L 500 27-Mar-2019 13:14
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 21:41
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 21:41
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Cyclohexane 0.69 n 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Ethylbenzene 1.6 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Isopropylbenzene 0.1 J 0.050 0.50 mg/L 100 26-Mar-2019 21:41
m,p-Xylene 7.5 0.060 1.0 mg/L 100 26-Mar-2019 21:41
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Methylcyclohexane 0.61 0.10 0.50 mg/L 100 26-Mar-2019 21:41

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2200) Lab ID:HS19031242-11
Collection Date: 23-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.10 1.0 mg/L 100 26-Mar-2019 21:41
o-Xylene 341 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Styrene 2.2 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Toluene 13 0.050 0.50 mg/L 100 26-Mar-2019 21:41
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 21:41
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:41
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 21:41
Xylenes, Total 11 0.050 0.50 mg/L 100 26-Mar-2019 21:41
Surr: 1,2-Dichloroethane-d4 93.5 70-126 %REC 100 26-Mar-2019 21:41
Surr: 1,2-Dichloroethane-d4 111 70-126 %REC 500 27-Mar-2019 13:14
Surr: 4-Bromofluorobenzene 96.0 82-124 %REC 100 26-Mar-2019 21:41
Surr: 4-Bromofluorobenzene 101 82-124 %REC 500 27-Mar-2019 13:14
Surr: Dibromofluoromethane 93.6 77-123 %REC 100 26-Mar-2019 21:41
Surr: Dibromofluoromethane 106 77-123 %REC 500 27-Mar-2019 13:14
Surr: Toluene-d8 98.4 82-127 %REC 100 26-Mar-2019 21:41
Surr: Toluene-d8 103 82-127 %REC 500 27-Mar-2019 13:14

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2200) Lab ID:HS19031242-11
Collection Date: 23-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.059 J 0.013 0.16 mg/L 10 26-Mar-2019 22:14
2,4,5-Trichlorophenol U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
2,4,6-Trichlorophenol U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
2,4-Dichlorophenol U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
2,4-Dimethylphenol 0.030 J 0.013 0.16 mg/L 10 26-Mar-2019 22:14
2,4-Dinitrophenol U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
2,4-Dinitrotoluene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
2,6-Dinitrotoluene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
2-Chloronaphthalene U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
2-Chlorophenol U 0.032 0.16 mg/L 10 26-Mar-2019 22:14
2-Methylnaphthalene 0.80 0.016 0.16 mg/L 10 26-Mar-2019 22:14
2-Methylphenol 0.023 J 0.013 0.16 mg/L 10 26-Mar-2019 22:14
2-Nitroaniline u 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
2-Nitrophenol U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
38&4-Methylphenol u 0.013 0.16 mg/L 10 26-Mar-2019 22:14
3,3"-Dichlorobenzidine U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
3-Nitroaniline U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
4,6-Dinitro-2-methylphenol U 0.028 0.16 mg/L 10 26-Mar-2019 22:14
4-Bromophenyl phenyl ether U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
4-Chloro-3-methylphenol U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
4-Chloroaniline U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
4-Chlorophenyl phenyl ether U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
4-Nitroaniline U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
4-Nitrophenol U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
Acenaphthene 0.023 J 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Acenaphthylene 0.048 J 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Acetophenone u 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Anthracene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Atrazine U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
Benz(a)anthracene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Benzaldehyde U n 0.079 0.16 mg/L 10 26-Mar-2019 22:14
Benzo(a)pyrene U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Benzo(b)fluoranthene U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Benzo(g,h,i)perylene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Benzo(k)fluoranthene U 0.022 0.16 mg/L 10 26-Mar-2019 22:14
Bis(2-chloroethoxy)methane U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Bis(2-chloroethyl)ether U 0.022 0.16 mg/L 10 26-Mar-2019 22:14
Bis(2-chloroisopropyl)ether U 0.025 0.16 mg/L 10 26-Mar-2019 22:14
Bis(2-ethylhexyl)phthalate U 0.025 0.16 mg/L 10 26-Mar-2019 22:14

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2200) Lab ID:HS19031242-11
Collection Date: 23-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
Caprolactam u 0.038 0.16 mg/L 10 26-Mar-2019 22:14
Carbazole U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Chrysene U 0.025 0.16 mg/L 10 26-Mar-2019 22:14
Dibenz(a,h)anthracene U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
Dibenzofuran U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Diethyl phthalate u 0.022 0.16 mg/L 10 26-Mar-2019 22:14
Dimethyl phthalate U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
Di-n-butyl phthalate U 0.025 0.16 mg/L 10 26-Mar-2019 22:14
Di-n-octyl phthalate U 0.063 0.16 mg/L 10 26-Mar-2019 22:14
Fluoranthene U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Fluorene 0.039 J 0.016 0.16 mg/L 10 26-Mar-2019 22:14
Hexachlorobenzene U 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Hexachlorobutadiene u 0.016 0.16 mg/L 10 26-Mar-2019 22:14
Hexachlorocyclopentadiene U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Hexachloroethane U 0.025 0.16 mg/L 10 26-Mar-2019 22:14
Indeno(1,2,3-cd)pyrene U 0.019 0.16 mg/L 10 26-Mar-2019 22:14
Isophorone 0.10 J 0.016 0.16 mg/L 10 26-Mar-2019 22:14
Naphthalene 1.6 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Nitrobenzene U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
N-Nitrosodi-n-propylamine U 0.016 0.16 mg/L 10 26-Mar-2019 22:14
N-Nitrosodiphenylamine U 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Pentachlorophenol U 0.025 0.16 mg/L 10 26-Mar-2019 22:14
Phenanthrene 0.041 J 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Phenol 0.021 J 0.013 0.16 mg/L 10 26-Mar-2019 22:14
Pyrene 0.011 J 0.0095 0.16 mg/L 10 26-Mar-2019 22:14
Surr: 2,4,6-Tribromophenol 116 J 42-124 %REC 10 26-Mar-2019 22:14
Surr: 2-Fluorobipheny! 107 J 48-120 %REC 10 26-Mar-2019 22:14
Surr: 2-Fluorophenol 92.1 J 20-120 %REC 10 26-Mar-2019 22:14
Surr: 4-Terphenyl-d14 120 J 51-135 %REC 10 26-Mar-2019 22:14
Surr: Nitrobenzene-d5 110 J 41-120 %REC 10 26-Mar-2019 22:14
Surr: Phenol-d6 87.2 J 20-120 %REC 10 26-Mar-2019 22:14
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 1,380 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,500 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 45 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2359) Lab ID:HS19031242-12
Collection Date: 23-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:08
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:08
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 22:08
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:08
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:08
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:08
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 22:08
Benzene 88 0.30 2.5 mg/L 500 27-Mar-2019 12:01
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 22:08
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 22:08
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Cyclohexane 0.47 Jn 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Ethylbenzene 1.1 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Isopropylbenzene 0.080 J 0.050 0.50 mg/L 100 26-Mar-2019 22:08
m,p-Xylene 5.1 0.060 1.0 mg/L 100 26-Mar-2019 22:08
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Methylcyclohexane 0.48 J 0.10 0.50 mg/L 100 26-Mar-2019 22:08

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2359) Lab ID:HS19031242-12
Collection Date: 23-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 22:08
o-Xylene 21 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Styrene 1.4 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Toluene 9.5 0.050 0.50 mg/L 100 26-Mar-2019 22:08
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 22:08
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:08
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 22:08
Xylenes, Total 7.2 0.050 0.50 mg/L 100 26-Mar-2019 22:08
Surr: 1,2-Dichloroethane-d4 92.2 70-126 %REC 100 26-Mar-2019 22:08
Surr: 1,2-Dichloroethane-d4 86.5 70-126 %REC 500 27-Mar-2019 12:01
Surr: 4-Bromofluorobenzene 95.6 82-124 %REC 100 26-Mar-2019 22:08
Surr: 4-Bromofluorobenzene 93.2 82-124 %REC 500 27-Mar-2019 12:01
Surr: Dibromofluoromethane 94.1 77-123 %REC 100 26-Mar-2019 22:08
Surr: Dibromofluoromethane 101 77-123 %REC 500 27-Mar-2019 12:01
Surr: Toluene-d8 98.5 82-127 %REC 100 26-Mar-2019 22:08
Surr: Toluene-d8 107 82-127 %REC 500 27-Mar-2019 12:01

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2359) Lab ID:HS19031242-12
Collection Date: 23-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.091 J 0.017 0.22 mg/L 10 26-Mar-2019 22:36
2,4,5-Trichlorophenol U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
2,4,6-Trichlorophenol U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
2,4-Dichlorophenol 0.017 J 0.013 0.22 mg/L 10 26-Mar-2019 22:36
2,4-Dimethylphenol 0.018 J 0.017 0.22 mg/L 10 26-Mar-2019 22:36
2,4-Dinitrophenol U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
2,4-Dinitrotoluene U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
2,6-Dinitrotoluene U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
2-Chloronaphthalene U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
2-Chlorophenol U 0.043 0.22 mg/L 10 26-Mar-2019 22:36
2-Methylnaphthalene 1.2 0.022 0.22 mg/L 10 26-Mar-2019 22:36
2-Methylphenol 0.019 J 0.017 0.22 mg/L 10 26-Mar-2019 22:36
2-Nitroaniline U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
2-Nitrophenol U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
38&4-Methylphenol u 0.017 0.22 mg/L 10 26-Mar-2019 22:36
3,3"-Dichlorobenzidine U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
3-Nitroaniline U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
4,6-Dinitro-2-methylphenol U 0.039 0.22 mg/L 10 26-Mar-2019 22:36
4-Bromophenyl phenyl ether U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
4-Chloro-3-methylphenol U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
4-Chloroaniline U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
4-Chlorophenyl phenyl ether U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
4-Nitroaniline U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
4-Nitrophenol U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
Acenaphthene 0.034 J 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Acenaphthylene 0.077 J 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Acetophenone U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Anthracene 0.014 J 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Atrazine U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
Benz(a)anthracene U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Benzaldehyde U n 0.1 0.22 mg/L 10 26-Mar-2019 22:36
Benzo(a)pyrene U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Benzo(b)fluoranthene U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Benzo(g,h,i)perylene U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Benzo(k)fluoranthene U 0.030 0.22 mg/L 10 26-Mar-2019 22:36
Bis(2-chloroethoxy)methane U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Bis(2-chloroethyl)ether U 0.030 0.22 mg/L 10 26-Mar-2019 22:36
Bis(2-chloroisopropyl)ether U 0.035 0.22 mg/L 10 26-Mar-2019 22:36
Bis(2-ethylhexyl)phthalate U 0.035 0.22 mg/L 10 26-Mar-2019 22:36

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032319 2359) Lab ID:HS19031242-12
Collection Date: 23-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
Caprolactam u 0.052 0.22 mg/L 10 26-Mar-2019 22:36
Carbazole U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Chrysene U 0.035 0.22 mg/L 10 26-Mar-2019 22:36
Dibenz(a,h)anthracene U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
Dibenzofuran U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Diethyl phthalate u 0.030 0.22 mg/L 10 26-Mar-2019 22:36
Dimethyl phthalate U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
Di-n-butyl phthalate U 0.035 0.22 mg/L 10 26-Mar-2019 22:36
Di-n-octyl phthalate U 0.087 0.22 mg/L 10 26-Mar-2019 22:36
Fluoranthene U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Fluorene 0.061 J 0.022 0.22 mg/L 10 26-Mar-2019 22:36
Hexachlorobenzene U 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Hexachlorobutadiene U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
Hexachlorocyclopentadiene U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Hexachloroethane U 0.035 0.22 mg/L 10 26-Mar-2019 22:36
Indeno(1,2,3-cd)pyrene U 0.026 0.22 mg/L 10 26-Mar-2019 22:36
Isophorone 0.066 J 0.022 0.22 mg/L 10 26-Mar-2019 22:36
Naphthalene 24 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Nitrobenzene U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
N-Nitrosodi-n-propylamine U 0.022 0.22 mg/L 10 26-Mar-2019 22:36
N-Nitrosodiphenylamine U 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Pentachlorophenol U 0.035 0.22 mg/L 10 26-Mar-2019 22:36
Phenanthrene 0.065 J 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Phenol u 0.017 0.22 mg/L 10 26-Mar-2019 22:36
Pyrene 0.015 J 0.013 0.22 mg/L 10 26-Mar-2019 22:36
Surr: 2,4,6-Tribromophenol 99.1 J 42-124 %REC 10 26-Mar-2019 22:36
Surr: 2-Fluorobipheny! 111 J 48-120 %REC 10 26-Mar-2019 22:36
Surr: 2-Fluorophenol 75.6 J 20-120 %REC 10 26-Mar-2019 22:36
Surr: 4-Terphenyl-d14 126 J 51-135 %REC 10 26-Mar-2019 22:36
Surr: Nitrobenzene-d5 94.9 J 41-120 %REC 10 26-Mar-2019 22:36
Surr: Phenol-d6 89.9 J 20-120 %REC 10 26-Mar-2019 22:36
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 746 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 6,450 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0200) Lab ID:HS19031242-13
Collection Date: 24-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:36
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:36
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 22:36
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:36
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:36
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:36
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 22:36
Benzene 120 0.60 5.0 mg/L 1000 27-Mar-2019 16:10
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 22:36
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 22:36
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Cyclohexane 0.63 n 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Ethylbenzene 1.6 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Isopropylbenzene 0.12 J 0.050 0.50 mg/L 100 26-Mar-2019 22:36
m,p-Xylene 7.2 0.060 1.0 mg/L 100 26-Mar-2019 22:36
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Methylcyclohexane 0.59 0.10 0.50 mg/L 100 26-Mar-2019 22:36

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0200) Lab ID:HS19031242-13
Collection Date: 24-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 22:36
o-Xylene 3.0 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Styrene 21 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Toluene 13 0.050 0.50 mg/L 100 26-Mar-2019 22:36
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 22:36
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:36
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 22:36
Xylenes, Total 10 0.050 0.50 mg/L 100 26-Mar-2019 22:36
Surr: 1,2-Dichloroethane-d4 85.6 70-126 %REC 100 26-Mar-2019 22:36
Surr: 1,2-Dichloroethane-d4 91.4 70-126 %REC 1000 27-Mar-2019 16:10
Surr: 4-Bromofluorobenzene 96.5 82-124 %REC 100 26-Mar-2019 22:36
Surr: 4-Bromofluorobenzene 96.4 82-124 %REC 1000 27-Mar-2019 16:10
Surr: Dibromofluoromethane 89.5 77-123 %REC 100 26-Mar-2019 22:36
Surr: Dibromofluoromethane 99.5 77-123 %REC 1000 27-Mar-2019 16:10
Surr: Toluene-d8 97.4 82-127 %REC 100 26-Mar-2019 22:36
Surr: Toluene-d8 102 82-127 %REC 1000 27-Mar-2019 16:10

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0200) Lab ID:HS19031242-13
Collection Date: 24-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.061 J 0.012 0.15 mg/L 10 26-Mar-2019 22:58
2,4,5-Trichlorophenol U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
2,4,6-Trichlorophenol U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
2,4-Dichlorophenol U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
2,4-Dimethylphenol 0.013 J 0.012 0.15 mg/L 10 26-Mar-2019 22:58
2,4-Dinitrophenol U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
2,4-Dinitrotoluene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
2,6-Dinitrotoluene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
2-Chloronaphthalene U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
2-Chlorophenol U 0.031 0.15 mg/L 10 26-Mar-2019 22:58
2-Methylnaphthalene 0.79 0.015 0.15 mg/L 10 26-Mar-2019 22:58
2-Methylphenol 0.029 J 0.012 0.15 mg/L 10 26-Mar-2019 22:58
2-Nitroaniline u 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
2-Nitrophenol U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
3&4-Methylphenol 0.030 J 0.012 0.15 mg/L 10 26-Mar-2019 22:58
3,3"-Dichlorobenzidine U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
3-Nitroaniline U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
4,6-Dinitro-2-methylphenol U 0.028 0.15 mg/L 10 26-Mar-2019 22:58
4-Bromophenyl phenyl ether U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
4-Chloro-3-methylphenol U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
4-Chloroaniline U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
4-Chlorophenyl phenyl ether U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
4-Nitroaniline U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
4-Nitrophenol U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
Acenaphthene 0.022 J 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Acenaphthylene 0.049 J 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Acetophenone u 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Anthracene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Atrazine U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
Benz(a)anthracene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Benzaldehyde U n 0.077 0.15 mg/L 10 26-Mar-2019 22:58
Benzo(a)pyrene U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Benzo(b)fluoranthene U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Benzo(g,h,i)perylene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Benzo(k)fluoranthene U 0.021 0.15 mg/L 10 26-Mar-2019 22:58
Bis(2-chloroethoxy)methane U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Bis(2-chloroethyl)ether U 0.021 0.15 mg/L 10 26-Mar-2019 22:58
Bis(2-chloroisopropyl)ether U 0.024 0.15 mg/L 10 26-Mar-2019 22:58
Bis(2-ethylhexyl)phthalate U 0.024 0.15 mg/L 10 26-Mar-2019 22:58

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0200) Lab ID:HS19031242-13
Collection Date: 24-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
Caprolactam u 0.037 0.15 mg/L 10 26-Mar-2019 22:58
Carbazole U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Chrysene U 0.024 0.15 mg/L 10 26-Mar-2019 22:58
Dibenz(a,h)anthracene U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
Dibenzofuran U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Diethyl phthalate u 0.021 0.15 mg/L 10 26-Mar-2019 22:58
Dimethyl phthalate U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
Di-n-butyl phthalate U 0.024 0.15 mg/L 10 26-Mar-2019 22:58
Di-n-octyl phthalate U 0.061 0.15 mg/L 10 26-Mar-2019 22:58
Fluoranthene U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Fluorene 0.040 J 0.015 0.15 mg/L 10 26-Mar-2019 22:58
Hexachlorobenzene U 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Hexachlorobutadiene u 0.015 0.15 mg/L 10 26-Mar-2019 22:58
Hexachlorocyclopentadiene U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Hexachloroethane U 0.024 0.15 mg/L 10 26-Mar-2019 22:58
Indeno(1,2,3-cd)pyrene U 0.018 0.15 mg/L 10 26-Mar-2019 22:58
Isophorone 0.053 J 0.015 0.15 mg/L 10 26-Mar-2019 22:58
Naphthalene 1.5 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Nitrobenzene U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
N-Nitrosodi-n-propylamine U 0.015 0.15 mg/L 10 26-Mar-2019 22:58
N-Nitrosodiphenylamine U 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Pentachlorophenol U 0.024 0.15 mg/L 10 26-Mar-2019 22:58
Phenanthrene 0.043 J 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Phenol u 0.012 0.15 mg/L 10 26-Mar-2019 22:58
Pyrene 0.011 J 0.0092 0.15 mg/L 10 26-Mar-2019 22:58
Surr: 2,4,6-Tribromophenol 102 J 42-124 %REC 10 26-Mar-2019 22:58
Surr: 2-Fluorobipheny! 111 J 48-120 %REC 10 26-Mar-2019 22:58
Surr: 2-Fluorophenol 58.6 J 20-120 %REC 10 26-Mar-2019 22:58
Surr: 4-Terphenyl-d14 124 J 51-135 %REC 10 26-Mar-2019 22:58
Surr: Nitrobenzene-d5 83.6 J 41-120 %REC 10 26-Mar-2019 22:58
Surr: Phenol-d6 57.1 J 20-120 %REC 10 26-Mar-2019 22:58
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 525 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 2,650 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0400) Lab ID:HS19031242-14
Collection Date: 24-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:03
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:03
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 23:03
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:03
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:03
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:03
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 23:03
Benzene 110 0.60 5.0 mg/L 1000 27-Mar-2019 16:37
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 23:03
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 23:03
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Cyclohexane 0.54 n 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Ethylbenzene 1.2 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Isopropylbenzene 0.095 J 0.050 0.50 mg/L 100 26-Mar-2019 23:03
m,p-Xylene 5.7 0.060 1.0 mg/L 100 26-Mar-2019 23:03
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Methylcyclohexane 0.52 0.10 0.50 mg/L 100 26-Mar-2019 23:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0400) Lab ID:HS19031242-14
Collection Date: 24-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 23:03
o-Xylene 24 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Styrene 1.6 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Toluene 11 0.050 0.50 mg/L 100 26-Mar-2019 23:03
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 23:03
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:03
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 23:03
Xylenes, Total 8.1 0.050 0.50 mg/L 100 26-Mar-2019 23:03
Surr: 1,2-Dichloroethane-d4 93.1 70-126 %REC 100 26-Mar-2019 23:03
Surr: 1,2-Dichloroethane-d4 86.3 70-126 %REC 1000 27-Mar-2019 16:37
Surr: 4-Bromofluorobenzene 96.7 82-124 %REC 100 26-Mar-2019 23:03
Surr: 4-Bromofluorobenzene 93.6 82-124 %REC 1000 27-Mar-2019 16:37
Surr: Dibromofluoromethane 94.7 77-123 %REC 100 26-Mar-2019 23:03
Surr: Dibromofluoromethane 97.0 77-123 %REC 1000 27-Mar-2019 16:37
Surr: Toluene-d8 98.7 82-127 %REC 100 26-Mar-2019 23:03
Surr: Toluene-d8 106 82-127 %REC 1000 27-Mar-2019 16:37

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0400) Lab ID:HS19031242-14
Collection Date: 24-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.026 J 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
2,4,5-Trichlorophenol U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
2,4,6-Trichlorophenol U 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
2,4-Dichlorophenol U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
2,4-Dimethylphenol 0.026 J 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
2,4-Dinitrophenol U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
2,4-Dinitrotoluene U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
2,6-Dinitrotoluene U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
2-Chloronaphthalene U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
2-Chlorophenol U 0.022 0.1 mg/L 10 26-Mar-2019 23:20
2-Methylnaphthalene 0.37 0.011 0.11 mg/L 10 26-Mar-2019 23:20
2-Methylphenol 0.014 J 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
2-Nitroaniline u 0.0065 0.11 mg/L 10 26-Mar-2019 23:20
2-Nitrophenol U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
38&4-Methylphenol u 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
3,3"-Dichlorobenzidine U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
3-Nitroaniline u 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
4,6-Dinitro-2-methylphenol U 0.019 0.1 mg/L 10 26-Mar-2019 23:20
4-Bromophenyl phenyl ether U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
4-Chloro-3-methylphenol U 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
4-Chloroaniline U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
4-Chlorophenyl phenyl ether U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
4-Nitroaniline U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
4-Nitrophenol U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
Acenaphthene 0.0095 J 0.0065 0.11 mg/L 10 26-Mar-2019 23:20
Acenaphthylene 0.022 J 0.0065 0.11 mg/L 10 26-Mar-2019 23:20
Acetophenone u 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
Anthracene U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
Atrazine U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
Benz(a)anthracene U 0.0065 0.11 mg/L 10 26-Mar-2019 23:20
Benzaldehyde U n 0.054 0.1 mg/L 10 26-Mar-2019 23:20
Benzo(a)pyrene U 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Benzo(b)fluoranthene u 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Benzo(g,h,i)perylene U 0.0065 0.11 mg/L 10 26-Mar-2019 23:20
Benzo(k)fluoranthene U 0.015 0.11 mg/L 10 26-Mar-2019 23:20
Bis(2-chloroethoxy)methane U 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Bis(2-chloroethyl)ether U 0.015 0.11 mg/L 10 26-Mar-2019 23:20
Bis(2-chloroisopropyl)ether U 0.017 0.11 mg/L 10 26-Mar-2019 23:20
Bis(2-ethylhexyl)phthalate U 0.017 0.11 mg/L 10 26-Mar-2019 23:20

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 0400) Lab ID:HS19031242-14
Collection Date: 24-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.013 0.1 mg/L 10 26-Mar-2019 23:20
Caprolactam u 0.026 0.11 mg/L 10 26-Mar-2019 23:20
Carbazole U 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Chrysene u 0.017 0.11 mg/L 10 26-Mar-2019 23:20
Dibenz(a,h)anthracene U 0.013 0.11 mg/L 10 26-Mar-2019 23:20
Dibenzofuran u 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Diethyl phthalate u 0.015 0.11 mg/L 10 26-Mar-2019 23:20
Dimethyl phthalate U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
Di-n-butyl phthalate U 0.017 0.1 mg/L 10 26-Mar-2019 23:20
Di-n-octyl phthalate U 0.043 0.1 mg/L 10 26-Mar-2019 23:20
Fluoranthene U 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
Fluorene 0.017 J 0.011 0.1 mg/L 10 26-Mar-2019 23:20
Hexachlorobenzene U 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
Hexachlorobutadiene u 0.011 0.1 mg/L 10 26-Mar-2019 23:20
Hexachlorocyclopentadiene U 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
Hexachloroethane u 0.017 0.1 mg/L 10 26-Mar-2019 23:20
Indeno(1,2,3-cd)pyrene U 0.013 0.11 mg/L 10 26-Mar-2019 23:20
Isophorone 0.048 J 0.011 0.1 mg/L 10 26-Mar-2019 23:20
Naphthalene 0.74 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Nitrobenzene u 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
N-Nitrosodi-n-propylamine U 0.011 0.1 mg/L 10 26-Mar-2019 23:20
N-Nitrosodiphenylamine u 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
Pentachlorophenol U 0.017 0.1 mg/L 10 26-Mar-2019 23:20
Phenanthrene 0.019 J 0.0086 0.1 mg/L 10 26-Mar-2019 23:20
Phenol 0.017 J 0.0086 0.11 mg/L 10 26-Mar-2019 23:20
Pyrene u 0.0065 0.1 mg/L 10 26-Mar-2019 23:20
Surr: 2,4,6-Tribromophenol 81.5 42-124 %REC 10 26-Mar-2019 23:20
Surr: 2-Fluorobipheny! 90.9 48-120 %REC 10 26-Mar-2019 23:20
Surr: 2-Fluorophenol 60.0 20-120 %REC 10 26-Mar-2019 23:20
Surr: 4-Terphenyl-d14 101 51-135 %REC 10 26-Mar-2019 23:20
Surr: Nitrobenzene-d5 73.8 J 41-120 %REC 10 26-Mar-2019 23:20
Surr: Phenol-d6 61.0 J 20-120 %REC 10 26-Mar-2019 23:20
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 625 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 2,300 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1400) Lab ID:HS19031242-15
Collection Date: 24-Mar-2019 14:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:30
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:30
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 23:30
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
2-Butanone 0.12 J 0.10 1.0 mg/L 100 26-Mar-2019 23:30
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:30
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:30
Acetone 0.75 J 0.20 1.0 mg/L 100 26-Mar-2019 23:30
Benzene 91 0.30 2.5 mg/L 500 27-Mar-2019 13:14
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 23:30
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 23:30
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Cyclohexane 0.65 n 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Ethylbenzene 1.6 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Isopropylbenzene 0.1 J 0.050 0.50 mg/L 100 26-Mar-2019 23:30
m,p-Xylene 7.4 0.060 1.0 mg/L 100 26-Mar-2019 23:30
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Methylcyclohexane 0.56 0.10 0.50 mg/L 100 26-Mar-2019 23:30

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1400) Lab ID:HS19031242-15
Collection Date: 24-Mar-2019 14:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 23:30
o-Xylene 3.0 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Styrene 2.0 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Toluene 13 0.050 0.50 mg/L 100 26-Mar-2019 23:30
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 23:30
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:30
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 23:30
Xylenes, Total 10 0.050 0.50 mg/L 100 26-Mar-2019 23:30
Surr: 1,2-Dichloroethane-d4 93.6 70-126 %REC 100 26-Mar-2019 23:30
Surr: 1,2-Dichloroethane-d4 94.5 70-126 %REC 500 27-Mar-2019 13:14
Surr: 4-Bromofluorobenzene 96.2 82-124 %REC 100 26-Mar-2019 23:30
Surr: 4-Bromofluorobenzene 97.4 82-124 %REC 500 27-Mar-2019 13:14
Surr: Dibromofluoromethane 94.1 77-123 %REC 100 26-Mar-2019 23:30
Surr: Dibromofluoromethane 101 77-123 %REC 500 27-Mar-2019 13:14
Surr: Toluene-d8 98.8 82-127 %REC 100 26-Mar-2019 23:30
Surr: Toluene-d8 89.9 82-127 %REC 500 27-Mar-2019 13:14

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 59 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1400) Lab ID:HS19031242-15
Collection Date: 24-Mar-2019 14:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.048 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
2,4,5-Trichlorophenol U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
2,4,6-Trichlorophenol U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
2,4-Dichlorophenol U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
2,4-Dimethylphenol 0.030 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
2,4-Dinitrophenol U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
2,4-Dinitrotoluene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
2,6-Dinitrotoluene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
2-Chloronaphthalene U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
2-Chlorophenol U 0.032 0.16 mg/L 10 26-Mar-2019 23:43
2-Methylnaphthalene 0.75 0.016 0.16 mg/L 10 26-Mar-2019 23:43
2-Methylphenol 0.017 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
2-Nitroaniline u 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
2-Nitrophenol U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
3&4-Methylphenol 0.036 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
3,3"-Dichlorobenzidine U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
3-Nitroaniline U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
4,6-Dinitro-2-methylphenol U 0.029 0.16 mg/L 10 26-Mar-2019 23:43
4-Bromophenyl phenyl ether U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
4-Chloro-3-methylphenol U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
4-Chloroaniline U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
4-Chlorophenyl phenyl ether U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
4-Nitroaniline U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
4-Nitrophenol U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
Acenaphthene 0.016 J 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Acenaphthylene 0.037 J 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Acetophenone u 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Anthracene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Atrazine U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
Benz(a)anthracene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Benzaldehyde U n 0.080 0.16 mg/L 10 26-Mar-2019 23:43
Benzo(a)pyrene U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Benzo(b)fluoranthene U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Benzo(g,h,i)perylene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Benzo(k)fluoranthene U 0.022 0.16 mg/L 10 26-Mar-2019 23:43
Bis(2-chloroethoxy)methane U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Bis(2-chloroethyl)ether U 0.022 0.16 mg/L 10 26-Mar-2019 23:43
Bis(2-chloroisopropyl)ether U 0.026 0.16 mg/L 10 26-Mar-2019 23:43
Bis(2-ethylhexyl)phthalate U 0.026 0.16 mg/L 10 26-Mar-2019 23:43

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1400) Lab ID:HS19031242-15
Collection Date: 24-Mar-2019 14:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
Caprolactam u 0.038 0.16 mg/L 10 26-Mar-2019 23:43
Carbazole U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Chrysene U 0.026 0.16 mg/L 10 26-Mar-2019 23:43
Dibenz(a,h)anthracene U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
Dibenzofuran U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Diethyl phthalate u 0.022 0.16 mg/L 10 26-Mar-2019 23:43
Dimethyl phthalate U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
Di-n-butyl phthalate U 0.026 0.16 mg/L 10 26-Mar-2019 23:43
Di-n-octyl phthalate U 0.064 0.16 mg/L 10 26-Mar-2019 23:43
Fluoranthene U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Fluorene 0.037 J 0.016 0.16 mg/L 10 26-Mar-2019 23:43
Hexachlorobenzene U 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Hexachlorobutadiene u 0.016 0.16 mg/L 10 26-Mar-2019 23:43
Hexachlorocyclopentadiene U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Hexachloroethane U 0.026 0.16 mg/L 10 26-Mar-2019 23:43
Indeno(1,2,3-cd)pyrene U 0.019 0.16 mg/L 10 26-Mar-2019 23:43
Isophorone 0.048 J 0.016 0.16 mg/L 10 26-Mar-2019 23:43
Naphthalene 1.3 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Nitrobenzene U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
N-Nitrosodi-n-propylamine U 0.016 0.16 mg/L 10 26-Mar-2019 23:43
N-Nitrosodiphenylamine U 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Pentachlorophenol U 0.026 0.16 mg/L 10 26-Mar-2019 23:43
Phenanthrene 0.039 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Phenol 0.015 J 0.013 0.16 mg/L 10 26-Mar-2019 23:43
Pyrene u 0.0096 0.16 mg/L 10 26-Mar-2019 23:43
Surr: 2,4,6-Tribromophenol 86.7 J 42-124 %REC 10 26-Mar-2019 23:43
Surr: 2-Fluorobipheny! 95.6 J 48-120 %REC 10 26-Mar-2019 23:43
Surr: 2-Fluorophenol 66.4 J 20-120 %REC 10 26-Mar-2019 23:43
Surr: 4-Terphenyl-d14 109 J 51-135 %REC 10 26-Mar-2019 23:43
Surr: Nitrobenzene-d5 82.9 J 41-120 %REC 10 26-Mar-2019 23:43
Surr: Phenol-d6 68.1 J 20-120 %REC 10 26-Mar-2019 23:43
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 1,190 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,400 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1600) Lab ID:HS19031242-16
Collection Date: 24-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:57
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:57
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 23:57
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
2-Butanone 0.1 J 0.10 1.0 mg/L 100 26-Mar-2019 23:57
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:57
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:57
Acetone 0.60 J 0.20 1.0 mg/L 100 26-Mar-2019 23:57
Benzene 81 0.30 2.5 mg/L 500 27-Mar-2019 13:38
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 23:57
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 23:57
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Cyclohexane 0.48 Jn 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Ethylbenzene 1.2 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Isopropylbenzene 0.088 J 0.050 0.50 mg/L 100 26-Mar-2019 23:57
m,p-Xylene 5.9 0.060 1.0 mg/L 100 26-Mar-2019 23:57
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Methylcyclohexane 0.48 J 0.10 0.50 mg/L 100 26-Mar-2019 23:57

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1600) Lab ID:HS19031242-16
Collection Date: 24-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 23:57
o-Xylene 24 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Styrene 1.4 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Toluene 9.7 0.050 0.50 mg/L 100 26-Mar-2019 23:57
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 23:57
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:57
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 23:57
Xylenes, Total 8.3 0.050 0.50 mg/L 100 26-Mar-2019 23:57
Surr: 1,2-Dichloroethane-d4 92.3 70-126 %REC 100 26-Mar-2019 23:57
Surr: 1,2-Dichloroethane-d4 88.0 70-126 %REC 500 27-Mar-2019 13:38
Surr: 4-Bromofluorobenzene 95.2 82-124 %REC 100 26-Mar-2019 23:57
Surr: 4-Bromofluorobenzene 96.9 82-124 %REC 500 27-Mar-2019 13:38
Surr: Dibromofluoromethane 93.9 77-123 %REC 100 26-Mar-2019 23:57
Surr: Dibromofluoromethane 100 77-123 %REC 500 27-Mar-2019 13:38
Surr: Toluene-d8 98.9 82-127 %REC 100 26-Mar-2019 23:57
Surr: Toluene-d8 102 82-127 %REC 500 27-Mar-2019 13:38

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1600) Lab ID:HS19031242-16
Collection Date: 24-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.078 J 0.013 0.16 mg/L 10 27-Mar-2019 00:05
2,4,5-Trichlorophenol U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
2,4,6-Trichlorophenol U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
2,4-Dichlorophenol U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
2,4-Dimethylphenol 0.019 J 0.013 0.16 mg/L 10 27-Mar-2019 00:05
2,4-Dinitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
2,4-Dinitrotoluene U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
2,6-Dinitrotoluene U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
2-Chloronaphthalene U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
2-Chlorophenol U 0.032 0.16 mg/L 10 27-Mar-2019 00:05
2-Methylnaphthalene 1.2 0.016 0.16 mg/L 10 27-Mar-2019 00:05
2-Methylphenol 0.018 J 0.013 0.16 mg/L 10 27-Mar-2019 00:05
2-Nitroaniline u 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
2-Nitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
3&4-Methylphenol 0.014 J 0.013 0.16 mg/L 10 27-Mar-2019 00:05
3,3"-Dichlorobenzidine U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
3-Nitroaniline U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
4,6-Dinitro-2-methylphenol U 0.029 0.16 mg/L 10 27-Mar-2019 00:05
4-Bromophenyl phenyl ether U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
4-Chloro-3-methylphenol U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
4-Chloroaniline U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
4-Chlorophenyl phenyl ether U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
4-Nitroaniline U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
4-Nitrophenol U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
Acenaphthene 0.027 J 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Acenaphthylene 0.066 J 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Acetophenone u 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Anthracene 0.011 J 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Atrazine U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
Benz(a)anthracene U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Benzaldehyde U n 0.081 0.16 mg/L 10 27-Mar-2019 00:05
Benzo(a)pyrene U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Benzo(b)fluoranthene U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Benzo(g,h,i)perylene U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Benzo(k)fluoranthene U 0.023 0.16 mg/L 10 27-Mar-2019 00:05
Bis(2-chloroethoxy)methane U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Bis(2-chloroethyl)ether U 0.023 0.16 mg/L 10 27-Mar-2019 00:05
Bis(2-chloroisopropyl)ether U 0.026 0.16 mg/L 10 27-Mar-2019 00:05
Bis(2-ethylhexyl)phthalate U 0.026 0.16 mg/L 10 27-Mar-2019 00:05

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1600) Lab ID:HS19031242-16
Collection Date: 24-Mar-2019 16:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
Caprolactam u 0.039 0.16 mg/L 10 27-Mar-2019 00:05
Carbazole U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Chrysene U 0.026 0.16 mg/L 10 27-Mar-2019 00:05
Dibenz(a,h)anthracene U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
Dibenzofuran U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Diethyl phthalate u 0.023 0.16 mg/L 10 27-Mar-2019 00:05
Dimethyl phthalate U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
Di-n-butyl phthalate U 0.026 0.16 mg/L 10 27-Mar-2019 00:05
Di-n-octyl phthalate U 0.065 0.16 mg/L 10 27-Mar-2019 00:05
Fluoranthene U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Fluorene 0.054 J 0.016 0.16 mg/L 10 27-Mar-2019 00:05
Hexachlorobenzene U 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Hexachlorobutadiene u 0.016 0.16 mg/L 10 27-Mar-2019 00:05
Hexachlorocyclopentadiene U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Hexachloroethane U 0.026 0.16 mg/L 10 27-Mar-2019 00:05
Indeno(1,2,3-cd)pyrene U 0.019 0.16 mg/L 10 27-Mar-2019 00:05
Isophorone 0.035 J 0.016 0.16 mg/L 10 27-Mar-2019 00:05
Naphthalene 2.0 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Nitrobenzene U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
N-Nitrosodi-n-propylamine U 0.016 0.16 mg/L 10 27-Mar-2019 00:05
N-Nitrosodiphenylamine U 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Pentachlorophenol U 0.026 0.16 mg/L 10 27-Mar-2019 00:05
Phenanthrene 0.064 J 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Phenol u 0.013 0.16 mg/L 10 27-Mar-2019 00:05
Pyrene 0.017 J 0.0097 0.16 mg/L 10 27-Mar-2019 00:05
Surr: 2,4,6-Tribromophenol 78.3 J 42-124 %REC 10 27-Mar-2019 00:05
Surr: 2-Fluorobipheny! 92.4 J 48-120 %REC 10 27-Mar-2019 00:05
Surr: 2-Fluorophenol 56.3 J 20-120 %REC 10 27-Mar-2019 00:05
Surr: 4-Terphenyl-d14 101 J 51-135 %REC 10 27-Mar-2019 00:05
Surr: Nitrobenzene-d5 71.7 J 41-120 %REC 10 27-Mar-2019 00:05
Surr: Phenol-d6 72.5 J 20-120 %REC 10 27-Mar-2019 00:05
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 456 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,250 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 65 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1800) Lab ID:HS19031242-17
Collection Date: 24-Mar-2019 18:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,1-Dichloroethane U 0.040 0.50 mg/L 100 27-Mar-2019 00:25
1,1-Dichloroethene U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,2-Dibromoethane U 0.040 0.50 mg/L 100 27-Mar-2019 00:25
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
1,2-Dichloroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,2-Dichloropropane u 0.070 0.50 mg/L 100 27-Mar-2019 00:25
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
2-Butanone U 0.10 1.0 mg/L 100 27-Mar-2019 00:25
2-Hexanone U 0.10 1.0 mg/L 100 27-Mar-2019 00:25
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 27-Mar-2019 00:25
Acetone 0.32 J 0.20 1.0 mg/L 100 27-Mar-2019 00:25
Benzene 86 0.30 2.5 mg/L 500 27-Mar-2019 14:03
Bromodichloromethane U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Bromoform U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Bromomethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Carbon disulfide U 0.090 1.0 mg/L 100 27-Mar-2019 00:25
Carbon tetrachloride U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Chlorobenzene U 0.040 0.50 mg/L 100 27-Mar-2019 00:25
Chloroethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Chloroform U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Chloromethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Cyclohexane 0.58 n 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Dibromochloromethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Ethylbenzene 1.2 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Isopropylbenzene 0.099 J 0.050 0.50 mg/L 100 27-Mar-2019 00:25
m,p-Xylene 6.0 0.060 1.0 mg/L 100 27-Mar-2019 00:25
Methyl acetate U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Methylcyclohexane 0.55 0.10 0.50 mg/L 100 27-Mar-2019 00:25

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1800) Lab ID:HS19031242-17
Collection Date: 24-Mar-2019 18:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 27-Mar-2019 00:25
o-Xylene 24 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Styrene 1.6 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Tetrachloroethene U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Toluene 10 0.050 0.50 mg/L 100 27-Mar-2019 00:25
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 27-Mar-2019 00:25
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Trichloroethene U 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Trichlorofluoromethane U 0.060 0.50 mg/L 100 27-Mar-2019 00:25
Vinyl chloride u 0.040 0.20 mg/L 100 27-Mar-2019 00:25
Xylenes, Total 8.4 0.050 0.50 mg/L 100 27-Mar-2019 00:25
Surr: 1,2-Dichloroethane-d4 92.6 70-126 %REC 100 27-Mar-2019 00:25
Surr: 1,2-Dichloroethane-d4 88.4 70-126 %REC 500 27-Mar-2019 14:03
Surr: 4-Bromofluorobenzene 97.7 82-124 %REC 100 27-Mar-2019 00:25
Surr: 4-Bromofluorobenzene 99.0 82-124 %REC 500 27-Mar-2019 14:03
Surr: Dibromofluoromethane 95.0 77-123 %REC 100 27-Mar-2019 00:25
Surr: Dibromofluoromethane 101 77-123 %REC 500 27-Mar-2019 14:03
Surr: Toluene-d8 98.4 82-127 %REC 100 27-Mar-2019 00:25
Surr: Toluene-d8 101 82-127 %REC 500 27-Mar-2019 14:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1800) Lab ID:HS19031242-17
Collection Date: 24-Mar-2019 18:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.85 J 0.087 1.1 mg/L 10 27-Mar-2019 00:27
2,4,5-Trichlorophenol U 0.1 1.1 mg/L 10 27-Mar-2019 00:27
2,4,6-Trichlorophenol U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
2,4-Dichlorophenol U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
2,4-Dimethylphenol U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
2,4-Dinitrophenol U 0.1 1.1 mg/L 10 27-Mar-2019 00:27
2,4-Dinitrotoluene U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
2,6-Dinitrotoluene U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
2-Chloronaphthalene U 0.13 1.1 mg/L 10 27-Mar-2019 00:27
2-Chlorophenol U 0.22 1.1 mg/L 10 27-Mar-2019 00:27
2-Methylnaphthalene 12 0.11 1.1 mg/L 10 27-Mar-2019 00:27
2-Methylphenol 0.099 J 0.087 1.1 mg/L 10 27-Mar-2019 00:27
2-Nitroaniline U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
2-Nitrophenol U 0.1 1.1 mg/L 10 27-Mar-2019 00:27
3&4-Methylphenol 0.097 J 0.087 1.1 mg/L 10 27-Mar-2019 00:27
3,3"-Dichlorobenzidine U 0.1 1.1 mg/L 10 27-Mar-2019 00:27
3-Nitroaniline U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
4,6-Dinitro-2-methylphenol U 0.20 1.1 mg/L 10 27-Mar-2019 00:27
4-Bromophenyl phenyl ether U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
4-Chloro-3-methylphenol U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
4-Chloroaniline U 0.13 1.1 mg/L 10 27-Mar-2019 00:27
4-Chlorophenyl phenyl ether U 0.1 1.1 mg/L 10 27-Mar-2019 00:27
4-Nitroaniline U 0.13 1.1 mg/L 10 27-Mar-2019 00:27
4-Nitrophenol U 0.13 1.1 mg/L 10 27-Mar-2019 00:27
Acenaphthene 0.29 J 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Acenaphthylene 0.71 J 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Acetophenone U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Anthracene 0.13 J 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Atrazine U 0.13 1.1 mg/L 10 27-Mar-2019 00:27
Benz(a)anthracene U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Benzaldehyde U n 0.54 1.1 mg/L 10 27-Mar-2019 00:27
Benzo(a)pyrene U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
Benzo(b)fluoranthene U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
Benzo(g,h,i)perylene U 0.065 1.1 mg/L 10 27-Mar-2019 00:27
Benzo(k)fluoranthene U 0.15 1.1 mg/L 10 27-Mar-2019 00:27
Bis(2-chloroethoxy)methane U 0.087 1.1 mg/L 10 27-Mar-2019 00:27
Bis(2-chloroethyl)ether U 0.15 1.1 mg/L 10 27-Mar-2019 00:27
Bis(2-chloroisopropyl)ether U 0.17 1.1 mg/L 10 27-Mar-2019 00:27
Bis(2-ethylhexyl)phthalate U 0.17 1.1 mg/L 10 27-Mar-2019 00:27

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 68 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 1800) Lab ID:HS19031242-17
Collection Date: 24-Mar-2019 18:00 Matrix:Water
REPORT DILUTION DATE
ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA

Butyl benzyl phthalate
Caprolactam

Carbazole

Chrysene
Dibenz(a,h)anthracene
Dibenzofuran

Diethyl phthalate

Dimethyl phthalate
Di-n-butyl phthalate
Di-n-octyl phthalate
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone

Naphthalene

Nitrobenzene
N-Nitrosodi-n-propylamine
N-Nitrosodiphenylamine
Pentachlorophenol
Phenanthrene

Phenol

Pyrene

Surr: 2,4,6-Tribromophenol
Surr: 2-Fluorobiphenyl
Surr: 2-Fluorophenol

Surr: 4-Terphenyl-d14

Surr: Nitrobenzene-d5
Surr: Phenol-d6

OIL & GREASE (HEM) BY E1664A
Oil and Grease
CHEMICAL OXYGEN DEMAND
Chemical Oxygen Demand
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27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
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27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
27-Mar-2019 00:27
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27-Mar-2019 00:27

Analyst: KAH
26-Mar-2019 16:35

Analyst: AJH
26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2000) Lab ID:HS19031242-18
Collection Date: 24-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,1,2,2-Tetrachloroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,1,2-Trichloroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,1-Dichloroethane U 0.20 25 mg/L 500 27-Mar-2019 13:39
1,1-Dichloroethene U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,2,4-Trichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 13:39
1,2-Dibromo-3-chloropropane u 0.25 25 mg/L 500 27-Mar-2019 13:39
1,2-Dibromoethane U 0.20 25 mg/L 500 27-Mar-2019 13:39
1,2-Dichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 13:39
1,2-Dichloroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,2-Dichloropropane u 0.35 25 mg/L 500 27-Mar-2019 13:39
1,3-Dichlorobenzene U 0.25 25 mg/L 500 27-Mar-2019 13:39
1,4-Dichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 13:39
2-Butanone U 0.50 5.0 mg/L 500 27-Mar-2019 13:39
2-Hexanone U 0.50 5.0 mg/L 500 27-Mar-2019 13:39
4-Methyl-2-pentanone U 0.50 5.0 mg/L 500 27-Mar-2019 13:39
Acetone 1.7 J 1.0 5.0 mg/L 500 27-Mar-2019 13:39
Benzene 93 0.30 2.5 mg/L 500 27-Mar-2019 13:39
Bromodichloromethane U 0.30 25 mg/L 500 27-Mar-2019 13:39
Bromoform U 0.25 25 mg/L 500 27-Mar-2019 13:39
Bromomethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
Carbon disulfide U 0.45 5.0 mg/L 500 27-Mar-2019 13:39
Carbon tetrachloride U 0.30 25 mg/L 500 27-Mar-2019 13:39
Chlorobenzene U 0.20 25 mg/L 500 27-Mar-2019 13:39
Chloroethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
Chloroform U 0.30 25 mg/L 500 27-Mar-2019 13:39
Chloromethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
cis-1,2-Dichloroethene U 0.30 25 mg/L 500 27-Mar-2019 13:39
cis-1,3-Dichloropropene u 0.30 25 mg/L 500 27-Mar-2019 13:39
Cyclohexane U n 0.30 25 mg/L 500 27-Mar-2019 13:39
Dibromochloromethane U 0.25 25 mg/L 500 27-Mar-2019 13:39
Dichlorodifluoromethane U 0.25 2.5 mg/L 500 27-Mar-2019 13:39
Ethylbenzene 1.1 J 0.25 2.5 mg/L 500 27-Mar-2019 13:39
Isopropylbenzene U 0.25 25 mg/L 500 27-Mar-2019 13:39
m,p-Xylene 5.0 0.30 5.0 mg/L 500 27-Mar-2019 13:39
Methyl acetate U 0.30 25 mg/L 500 27-Mar-2019 13:39
Methyl tert-butyl ether U 0.30 25 mg/L 500 27-Mar-2019 13:39
Methylcyclohexane 0.72 J 0.50 25 mg/L 500 27-Mar-2019 13:39

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2000) Lab ID:HS19031242-18
Collection Date: 24-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.50 5.0 mg/L 500 27-Mar-2019 13:39
o-Xylene 2.2 J 0.25 25 mg/L 500 27-Mar-2019 13:39
Styrene 1.5 J 0.25 25 mg/L 500 27-Mar-2019 13:39
Tetrachloroethene U 0.30 25 mg/L 500 27-Mar-2019 13:39
Toluene 14 0.25 2.5 mg/L 500 27-Mar-2019 13:39
trans-1,2-Dichloroethene U 0.20 25 mg/L 500 27-Mar-2019 13:39
trans-1,3-Dichloropropene u 0.30 25 mg/L 500 27-Mar-2019 13:39
Trichloroethene U 0.25 25 mg/L 500 27-Mar-2019 13:39
Trichlorofluoromethane U 0.30 2.5 mg/L 500 27-Mar-2019 13:39
Vinyl chloride U 0.20 1.0 mg/L 500 27-Mar-2019 13:39
Xylenes, Total 7.3 0.25 25 mg/L 500 27-Mar-2019 13:39
Surr: 1,2-Dichloroethane-d4 112 70-126 %REC 500 27-Mar-2019 13:39
Surr: 4-Bromofluorobenzene 102 82-124 %REC 500 27-Mar-2019 13:39
Surr: Dibromofluoromethane 102 77-123 %REC 500 27-Mar-2019 13:39
Surr: Toluene-d8 105 82-127 %REC 500 27-Mar-2019 13:39

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2000) Lab ID:HS19031242-18
Collection Date: 24-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.011 J 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
2,4,5-Trichlorophenol U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
2,4,6-Trichlorophenol U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
2,4-Dichlorophenol U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
2,4-Dimethylphenol u 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
2,4-Dinitrophenol U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
2,4-Dinitrotoluene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
2,6-Dinitrotoluene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
2-Chloronaphthalene U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
2-Chlorophenol U 0.011 0.054 mg/L 10 27-Mar-2019 00:49
2-Methylnaphthalene 0.16 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
2-Methylphenol u 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
2-Nitroaniline u 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
2-Nitrophenol u 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
3&4-Methylphenol 0.0099 J 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
3,3"-Dichlorobenzidine U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
3-Nitroaniline u 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
4,6-Dinitro-2-methylphenol U 0.0097 0.054 mg/L 10 27-Mar-2019 00:49
4-Bromophenyl phenyl ether U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
4-Chloro-3-methylphenol U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
4-Chloroaniline U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
4-Chlorophenyl phenyl ether U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
4-Nitroaniline u 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
4-Nitrophenol u 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
Acenaphthene 0.0035 J 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Acenaphthylene 0.0096 J 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Acetophenone U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Anthracene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Atrazine U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
Benz(a)anthracene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Benzaldehyde U n 0.027 0.054 mg/L 10 27-Mar-2019 00:49
Benzo(a)pyrene U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Benzo(b)fluoranthene U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Benzo(g,h,i)perylene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Benzo(k)fluoranthene U 0.0075 0.054 mg/L 10 27-Mar-2019 00:49
Bis(2-chloroethoxy)methane U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Bis(2-chloroethyl)ether U 0.0075 0.054 mg/L 10 27-Mar-2019 00:49
Bis(2-chloroisopropyl)ether U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49
Bis(2-ethylhexyl)phthalate U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 72 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2000) Lab ID:HS19031242-18
Collection Date: 24-Mar-2019 20:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
Caprolactam U 0.013 0.054 mg/L 10 27-Mar-2019 00:49
Carbazole U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Chrysene U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49
Dibenz(a,h)anthracene U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
Dibenzofuran U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Diethyl phthalate u 0.0075 0.054 mg/L 10 27-Mar-2019 00:49
Dimethyl phthalate U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
Di-n-butyl phthalate U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49
Di-n-octyl phthalate U 0.022 0.054 mg/L 10 27-Mar-2019 00:49
Fluoranthene U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Fluorene 0.0068 J 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
Hexachlorobenzene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Hexachlorobutadiene U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
Hexachlorocyclopentadiene U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Hexachloroethane U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49
Indeno(1,2,3-cd)pyrene U 0.0065 0.054 mg/L 10 27-Mar-2019 00:49
Isophorone 0.025 J 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
Naphthalene 0.37 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Nitrobenzene U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
N-Nitrosodi-n-propylamine U 0.0054 0.054 mg/L 10 27-Mar-2019 00:49
N-Nitrosodiphenylamine U 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Pentachlorophenol U 0.0086 0.054 mg/L 10 27-Mar-2019 00:49
Phenanthrene 0.0078 J 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Phenol 0.010 J 0.0043 0.054 mg/L 10 27-Mar-2019 00:49
Pyrene U 0.0032 0.054 mg/L 10 27-Mar-2019 00:49
Surr: 2,4,6-Tribromophenol 68.0 42-124 %REC 10 27-Mar-2019 00:49
Surr: 2-Fluorobipheny! 65.1 48-120 %REC 10 27-Mar-2019 00:49
Surr: 2-Fluorophenol 34.2 J 20-120 %REC 10 27-Mar-2019 00:49
Surr: 4-Terphenyl-d14 78.7 51-135 %REC 10 27-Mar-2019 00:49
Surr: Nitrobenzene-d5 47.0 J 41-120 %REC 10 27-Mar-2019 00:49
Surr: Phenol-d6 40.3 J 20-120 %REC 10 27-Mar-2019 00:49
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 282 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,050 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2200) Lab ID:HS19031242-19
Collection Date: 24-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,1,2,2-Tetrachloroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,1,2-Trichloroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,1-Dichloroethane U 0.20 25 mg/L 500 27-Mar-2019 14:03
1,1-Dichloroethene U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,2,4-Trichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 14:03
1,2-Dibromo-3-chloropropane u 0.25 25 mg/L 500 27-Mar-2019 14:03
1,2-Dibromoethane U 0.20 25 mg/L 500 27-Mar-2019 14:03
1,2-Dichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 14:03
1,2-Dichloroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,2-Dichloropropane u 0.35 25 mg/L 500 27-Mar-2019 14:03
1,3-Dichlorobenzene U 0.25 25 mg/L 500 27-Mar-2019 14:03
1,4-Dichlorobenzene U 0.30 25 mg/L 500 27-Mar-2019 14:03
2-Butanone U 0.50 5.0 mg/L 500 27-Mar-2019 14:03
2-Hexanone U 0.50 5.0 mg/L 500 27-Mar-2019 14:03
4-Methyl-2-pentanone U 0.50 5.0 mg/L 500 27-Mar-2019 14:03
Acetone 1.6 J 1.0 5.0 mg/L 500 27-Mar-2019 14:03
Benzene 98 0.30 2.5 mg/L 500 27-Mar-2019 14:03
Bromodichloromethane U 0.30 25 mg/L 500 27-Mar-2019 14:03
Bromoform U 0.25 25 mg/L 500 27-Mar-2019 14:03
Bromomethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
Carbon disulfide U 0.45 5.0 mg/L 500 27-Mar-2019 14:03
Carbon tetrachloride U 0.30 25 mg/L 500 27-Mar-2019 14:03
Chlorobenzene U 0.20 25 mg/L 500 27-Mar-2019 14:03
Chloroethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
Chloroform U 0.30 25 mg/L 500 27-Mar-2019 14:03
Chloromethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
cis-1,2-Dichloroethene U 0.30 25 mg/L 500 27-Mar-2019 14:03
cis-1,3-Dichloropropene u 0.30 25 mg/L 500 27-Mar-2019 14:03
Cyclohexane U n 0.30 25 mg/L 500 27-Mar-2019 14:03
Dibromochloromethane U 0.25 25 mg/L 500 27-Mar-2019 14:03
Dichlorodifluoromethane U 0.25 2.5 mg/L 500 27-Mar-2019 14:03
Ethylbenzene 1.3 J 0.25 25 mg/L 500 27-Mar-2019 14:03
Isopropylbenzene U 0.25 25 mg/L 500 27-Mar-2019 14:03
m,p-Xylene 5.7 0.30 5.0 mg/L 500 27-Mar-2019 14:03
Methyl acetate U 0.30 25 mg/L 500 27-Mar-2019 14:03
Methyl tert-butyl ether U 0.30 25 mg/L 500 27-Mar-2019 14:03
Methylcyclohexane 0.78 J 0.50 25 mg/L 500 27-Mar-2019 14:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2200) Lab ID:HS19031242-19
Collection Date: 24-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride U 0.50 5.0 mg/L 500 27-Mar-2019 14:03
o-Xylene 24 J 0.25 25 mg/L 500 27-Mar-2019 14:03
Styrene 1.8 J 0.25 25 mg/L 500 27-Mar-2019 14:03
Tetrachloroethene U 0.30 25 mg/L 500 27-Mar-2019 14:03
Toluene 16 0.25 2.5 mg/L 500 27-Mar-2019 14:03
trans-1,2-Dichloroethene U 0.20 25 mg/L 500 27-Mar-2019 14:03
trans-1,3-Dichloropropene u 0.30 25 mg/L 500 27-Mar-2019 14:03
Trichloroethene U 0.25 25 mg/L 500 27-Mar-2019 14:03
Trichlorofluoromethane U 0.30 2.5 mg/L 500 27-Mar-2019 14:03
Vinyl chloride U 0.20 1.0 mg/L 500 27-Mar-2019 14:03
Xylenes, Total 8.1 0.25 2.5 mg/L 500 27-Mar-2019 14:03
Surr: 1,2-Dichloroethane-d4 111 70-126 %REC 500 27-Mar-2019 14:03
Surr: 4-Bromofluorobenzene 102 82-124 %REC 500 27-Mar-2019 14:03
Surr: Dibromofluoromethane 106 77-123 %REC 500 27-Mar-2019 14:03
Surr: Toluene-d8 105 82-127 %REC 500 27-Mar-2019 14:03

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2200) Lab ID:HS19031242-19
Collection Date: 24-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.048 J 0.013 0.16 mg/L 10 27-Mar-2019 01:11
2,4,5-Trichlorophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
2,4,6-Trichlorophenol U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
2,4-Dichlorophenol U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
2,4-Dimethylphenol U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
2,4-Dinitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
2,4-Dinitrotoluene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
2,6-Dinitrotoluene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
2-Chloronaphthalene U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
2-Chlorophenol U 0.033 0.16 mg/L 10 27-Mar-2019 01:11
2-Methylnaphthalene 0.67 0.016 0.16 mg/L 10 27-Mar-2019 01:11
2-Methylphenol U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
2-Nitroaniline u 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
2-Nitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
3&4-Methylphenol 0.040 J 0.013 0.16 mg/L 10 27-Mar-2019 01:11
3,3"-Dichlorobenzidine U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
3-Nitroaniline U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
4,6-Dinitro-2-methylphenol U 0.029 0.16 mg/L 10 27-Mar-2019 01:11
4-Bromophenyl phenyl ether U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
4-Chloro-3-methylphenol U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
4-Chloroaniline U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
4-Chlorophenyl phenyl ether U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
4-Nitroaniline U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
4-Nitrophenol U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
Acenaphthene 0.017 J 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Acenaphthylene 0.037 J 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Acetophenone u 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Anthracene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Atrazine U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
Benz(a)anthracene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Benzaldehyde U n 0.082 0.16 mg/L 10 27-Mar-2019 01:11
Benzo(a)pyrene U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Benzo(b)fluoranthene U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Benzo(g,h,i)perylene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Benzo(k)fluoranthene U 0.023 0.16 mg/L 10 27-Mar-2019 01:11
Bis(2-chloroethoxy)methane U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Bis(2-chloroethyl)ether U 0.023 0.16 mg/L 10 27-Mar-2019 01:11
Bis(2-chloroisopropyl)ether U 0.026 0.16 mg/L 10 27-Mar-2019 01:11
Bis(2-ethylhexyl)phthalate U 0.026 0.16 mg/L 10 27-Mar-2019 01:11

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2200) Lab ID:HS19031242-19
Collection Date: 24-Mar-2019 22:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
Caprolactam u 0.039 0.16 mg/L 10 27-Mar-2019 01:11
Carbazole U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Chrysene U 0.026 0.16 mg/L 10 27-Mar-2019 01:11
Dibenz(a,h)anthracene U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
Dibenzofuran U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Diethyl phthalate u 0.023 0.16 mg/L 10 27-Mar-2019 01:11
Dimethyl phthalate U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
Di-n-butyl phthalate U 0.026 0.16 mg/L 10 27-Mar-2019 01:11
Di-n-octyl phthalate U 0.065 0.16 mg/L 10 27-Mar-2019 01:11
Fluoranthene U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Fluorene 0.032 J 0.016 0.16 mg/L 10 27-Mar-2019 01:11
Hexachlorobenzene U 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Hexachlorobutadiene u 0.016 0.16 mg/L 10 27-Mar-2019 01:11
Hexachlorocyclopentadiene U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Hexachloroethane U 0.026 0.16 mg/L 10 27-Mar-2019 01:11
Indeno(1,2,3-cd)pyrene U 0.020 0.16 mg/L 10 27-Mar-2019 01:11
Isophorone 0.025 J 0.016 0.16 mg/L 10 27-Mar-2019 01:11
Naphthalene 1.3 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Nitrobenzene U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
N-Nitrosodi-n-propylamine U 0.016 0.16 mg/L 10 27-Mar-2019 01:11
N-Nitrosodiphenylamine U 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Pentachlorophenol U 0.026 0.16 mg/L 10 27-Mar-2019 01:11
Phenanthrene 0.032 J 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Phenol u 0.013 0.16 mg/L 10 27-Mar-2019 01:11
Pyrene u 0.0098 0.16 mg/L 10 27-Mar-2019 01:11
Surr: 2,4,6-Tribromophenol 69.7 J 42-124 %REC 10 27-Mar-2019 01:11
Surr: 2-Fluorobipheny! 81.6 J 48-120 %REC 10 27-Mar-2019 01:11
Surr: 2-Fluorophenol 66.4 J 20-120 %REC 10 27-Mar-2019 01:11
Surr: 4-Terphenyl-d14 90.8 J 51-135 %REC 10 27-Mar-2019 01:11
Surr: Nitrobenzene-d5 75.7 J 41-120 %REC 10 27-Mar-2019 01:11
Surr: Phenol-d6 55.1 J 20-120 %REC 10 27-Mar-2019 01:11
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 2,680 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,700 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2359) Lab ID:HS19031242-20
Collection Date: 24-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:09
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:09
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 21:09
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:09
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:09
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:09
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 21:09
Benzene 86 0.60 5.0 mg/L 1000 27-Mar-2019 14:27
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 21:09
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 21:09
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Cyclohexane 0.46 Jn 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Ethylbenzene 1.1 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Isopropylbenzene 0.077 J 0.050 0.50 mg/L 100 26-Mar-2019 21:09
m,p-Xylene 5.0 0.060 1.0 mg/L 100 26-Mar-2019 21:09
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Methylcyclohexane 0.30 J 0.10 0.50 mg/L 100 26-Mar-2019 21:09

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2359) Lab ID:HS19031242-20
Collection Date: 24-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 21:09
o-Xylene 2.2 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Styrene 1.3 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Toluene 11 0.050 0.50 mg/L 100 26-Mar-2019 21:09
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 21:09
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:09
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 21:09
Xylenes, Total 7.2 0.050 0.50 mg/L 100 26-Mar-2019 21:09
Surr: 1,2-Dichloroethane-d4 91.3 70-126 %REC 100 26-Mar-2019 21:09
Surr: 1,2-Dichloroethane-d4 89.5 70-126 %REC 1000 27-Mar-2019 14:27
Surr: 4-Bromofluorobenzene 102 82-124 %REC 100 26-Mar-2019 21:09
Surr: 4-Bromofluorobenzene 96.9 82-124 %REC 1000 27-Mar-2019 14:27
Surr: Dibromofluoromethane 92.1 77-123 %REC 100 26-Mar-2019 21:09
Surr: Dibromofluoromethane 101 77-123 %REC 1000 27-Mar-2019 14:27
Surr: Toluene-d8 103 82-127 %REC 100 26-Mar-2019 21:09
Surr: Toluene-d8 103 82-127 %REC 1000 27-Mar-2019 14:27

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2359) Lab ID:HS19031242-20
Collection Date: 24-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.027 J 0.012 0.16 mg/L 10 27-Mar-2019 01:33
2,4,5-Trichlorophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
2,4,6-Trichlorophenol U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
2,4-Dichlorophenol U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
2,4-Dimethylphenol U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
2,4-Dinitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
2,4-Dinitrotoluene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
2,6-Dinitrotoluene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
2-Chloronaphthalene U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
2-Chlorophenol U 0.031 0.16 mg/L 10 27-Mar-2019 01:33
2-Methylnaphthalene 0.41 0.016 0.16 mg/L 10 27-Mar-2019 01:33
2-Methylphenol 0.014 J 0.012 0.16 mg/L 10 27-Mar-2019 01:33
2-Nitroaniline u 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
2-Nitrophenol U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
38&4-Methylphenol u 0.012 0.16 mg/L 10 27-Mar-2019 01:33
3,3"-Dichlorobenzidine U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
3-Nitroaniline U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
4,6-Dinitro-2-methylphenol U 0.028 0.16 mg/L 10 27-Mar-2019 01:33
4-Bromophenyl phenyl ether U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
4-Chloro-3-methylphenol U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
4-Chloroaniline U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
4-Chlorophenyl phenyl ether U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
4-Nitroaniline U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
4-Nitrophenol U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
Acenaphthene 0.011 J 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Acenaphthylene 0.022 J 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Acetophenone u 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Anthracene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Atrazine U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
Benz(a)anthracene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Benzaldehyde U n 0.078 0.16 mg/L 10 27-Mar-2019 01:33
Benzo(a)pyrene U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Benzo(b)fluoranthene U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Benzo(g,h,i)perylene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Benzo(k)fluoranthene U 0.022 0.16 mg/L 10 27-Mar-2019 01:33
Bis(2-chloroethoxy)methane U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Bis(2-chloroethyl)ether U 0.022 0.16 mg/L 10 27-Mar-2019 01:33
Bis(2-chloroisopropyl)ether U 0.025 0.16 mg/L 10 27-Mar-2019 01:33
Bis(2-ethylhexyl)phthalate U 0.025 0.16 mg/L 10 27-Mar-2019 01:33

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032419 2359) Lab ID:HS19031242-20
Collection Date: 24-Mar-2019 23:59 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
Caprolactam u 0.038 0.16 mg/L 10 27-Mar-2019 01:33
Carbazole U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Chrysene U 0.025 0.16 mg/L 10 27-Mar-2019 01:33
Dibenz(a,h)anthracene U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
Dibenzofuran U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Diethyl phthalate u 0.022 0.16 mg/L 10 27-Mar-2019 01:33
Dimethyl phthalate U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
Di-n-butyl phthalate U 0.025 0.16 mg/L 10 27-Mar-2019 01:33
Di-n-octyl phthalate U 0.062 0.16 mg/L 10 27-Mar-2019 01:33
Fluoranthene U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Fluorene U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
Hexachlorobenzene U 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Hexachlorobutadiene u 0.016 0.16 mg/L 10 27-Mar-2019 01:33
Hexachlorocyclopentadiene U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Hexachloroethane U 0.025 0.16 mg/L 10 27-Mar-2019 01:33
Indeno(1,2,3-cd)pyrene U 0.019 0.16 mg/L 10 27-Mar-2019 01:33
Isophorone 0.043 J 0.016 0.16 mg/L 10 27-Mar-2019 01:33
Naphthalene 0.89 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Nitrobenzene U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
N-Nitrosodi-n-propylamine U 0.016 0.16 mg/L 10 27-Mar-2019 01:33
N-Nitrosodiphenylamine U 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Pentachlorophenol U 0.025 0.16 mg/L 10 27-Mar-2019 01:33
Phenanthrene 0.018 J 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Phenol 0.021 J 0.012 0.16 mg/L 10 27-Mar-2019 01:33
Pyrene u 0.0094 0.16 mg/L 10 27-Mar-2019 01:33
Surr: 2,4,6-Tribromophenol 106 J 42-124 %REC 10 27-Mar-2019 01:33
Surr: 2-Fluorobipheny! 117 J 48-120 %REC 10 27-Mar-2019 01:33
Surr: 2-Fluorophenol 92.2 J 20-120 %REC 10 27-Mar-2019 01:33
Surr: 4-Terphenyl-d14 123 J 51-135 %REC 10 27-Mar-2019 01:33
Surr: Nitrobenzene-d5 95.4 J 41-120 %REC 10 27-Mar-2019 01:33
Surr: Phenol-d6 80.7 J 20-120 %REC 10 27-Mar-2019 01:33
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 716 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,600 * 250 750 400 mg/L 50 26-Mar-2019 16:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0200) Lab ID:HS19031242-21
Collection Date: 25-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:35
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 21:35
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 21:35
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:35
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:35
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 21:35
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 21:35
Benzene 89 0.60 5.0 mg/L 1000 27-Mar-2019 14:52
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 21:35
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 21:35
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Cyclohexane 0.49 Jn 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Ethylbenzene 1.0 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Isopropylbenzene 0.080 J 0.050 0.50 mg/L 100 26-Mar-2019 21:35
m,p-Xylene 4.8 0.060 1.0 mg/L 100 26-Mar-2019 21:35
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Methylcyclohexane 0.38 J 0.10 0.50 mg/L 100 26-Mar-2019 21:35

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0200) Lab ID:HS19031242-21
Collection Date: 25-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 21:35
o-Xylene 21 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Styrene 1.3 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Toluene 10 0.050 0.50 mg/L 100 26-Mar-2019 21:35
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 21:35
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 21:35
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 21:35
Xylenes, Total 6.9 0.050 0.50 mg/L 100 26-Mar-2019 21:35
Surr: 1,2-Dichloroethane-d4 91.0 70-126 %REC 100 26-Mar-2019 21:35
Surr: 1,2-Dichloroethane-d4 91.7 70-126 %REC 1000 27-Mar-2019 14:52
Surr: 4-Bromofluorobenzene 101 82-124 %REC 100 26-Mar-2019 21:35
Surr: 4-Bromofluorobenzene 96.7 82-124 %REC 1000 27-Mar-2019 14:52
Surr: Dibromofluoromethane 92.2 77-123 %REC 100 26-Mar-2019 21:35
Surr: Dibromofluoromethane 103 77-123 %REC 1000 27-Mar-2019 14:52
Surr: Toluene-d8 103 82-127 %REC 100 26-Mar-2019 21:35
Surr: Toluene-d8 104 82-127 %REC 1000 27-Mar-2019 14:52

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0200) Lab ID:HS19031242-21
Collection Date: 25-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.0081 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
2,4,5-Trichlorophenol U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
2,4,6-Trichlorophenol U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
2,4-Dichlorophenol U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
2,4-Dimethylphenol 0.017 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
2,4-Dinitrophenol U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
2,4-Dinitrotoluene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
2,6-Dinitrotoluene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
2-Chloronaphthalene U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
2-Chlorophenol U 0.011 0.054 mg/L 10 27-Mar-2019 01:55
2-Methylnaphthalene 0.13 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
2-Methylphenol 0.0050 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
2-Nitroaniline u 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
2-Nitrophenol u 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
3&4-Methylphenol 0.011 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
3,3"-Dichlorobenzidine U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
3-Nitroaniline u 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
4,6-Dinitro-2-methylphenol U 0.0098 0.054 mg/L 10 27-Mar-2019 01:55
4-Bromophenyl phenyl ether U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
4-Chloro-3-methylphenol U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
4-Chloroaniline U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
4-Chlorophenyl phenyl ether U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
4-Nitroaniline u 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
4-Nitrophenol u 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
Acenaphthene 0.0033 J 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Acenaphthylene 0.0075 J 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Acetophenone U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Anthracene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Atrazine U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
Benz(a)anthracene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Benzaldehyde U n 0.027 0.054 mg/L 10 27-Mar-2019 01:55
Benzo(a)pyrene U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Benzo(b)fluoranthene U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Benzo(g,h,i)perylene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Benzo(k)fluoranthene U 0.0076 0.054 mg/L 10 27-Mar-2019 01:55
Bis(2-chloroethoxy)methane U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Bis(2-chloroethyl)ether U 0.0076 0.054 mg/L 10 27-Mar-2019 01:55
Bis(2-chloroisopropyl)ether U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55
Bis(2-ethylhexyl)phthalate U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0200) Lab ID:HS19031242-21
Collection Date: 25-Mar-2019 02:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
Caprolactam U 0.013 0.054 mg/L 10 27-Mar-2019 01:55
Carbazole U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Chrysene U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55
Dibenz(a,h)anthracene U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
Dibenzofuran U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Diethyl phthalate u 0.0076 0.054 mg/L 10 27-Mar-2019 01:55
Dimethyl phthalate U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
Di-n-butyl phthalate U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55
Di-n-octyl phthalate U 0.022 0.054 mg/L 10 27-Mar-2019 01:55
Fluoranthene U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Fluorene U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
Hexachlorobenzene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Hexachlorobutadiene U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
Hexachlorocyclopentadiene U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Hexachloroethane U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55
Indeno(1,2,3-cd)pyrene U 0.0065 0.054 mg/L 10 27-Mar-2019 01:55
Isophorone 0.022 J 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
Naphthalene 0.32 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Nitrobenzene U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
N-Nitrosodi-n-propylamine U 0.0054 0.054 mg/L 10 27-Mar-2019 01:55
N-Nitrosodiphenylamine U 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Pentachlorophenol U 0.0087 0.054 mg/L 10 27-Mar-2019 01:55
Phenanthrene 0.0062 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Phenol 0.0094 J 0.0043 0.054 mg/L 10 27-Mar-2019 01:55
Pyrene U 0.0033 0.054 mg/L 10 27-Mar-2019 01:55
Surr: 2,4,6-Tribromophenol 60.3 42-124 %REC 10 27-Mar-2019 01:55
Surr: 2-Fluorobipheny! 65.7 48-120 %REC 10 27-Mar-2019 01:55
Surr: 2-Fluorophenol 52.7 20-120 %REC 10 27-Mar-2019 01:55
Surr: 4-Terphenyl-d14 72.7 51-135 %REC 10 27-Mar-2019 01:55
Surr: Nitrobenzene-d5 56.3 41-120 %REC 10 27-Mar-2019 01:55
Surr: Phenol-d6 49.9 J 20-120 %REC 10 27-Mar-2019 01:55
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 330 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,650 * 250 750 400 mg/L 50 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0400) Lab ID:HS19031242-22
Collection Date: 25-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:02
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:02
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 22:02
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:02
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:02
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:02
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 22:02
Benzene 88 0.60 5.0 mg/L 1000 27-Mar-2019 15:16
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 22:02
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 22:02
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Cyclohexane 0.50 Jn 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Ethylbenzene 1.1 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Isopropylbenzene 0.082 J 0.050 0.50 mg/L 100 26-Mar-2019 22:02
m,p-Xylene 5.0 0.060 1.0 mg/L 100 26-Mar-2019 22:02
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Methylcyclohexane 0.38 J 0.10 0.50 mg/L 100 26-Mar-2019 22:02

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0400) Lab ID:HS19031242-22
Collection Date: 25-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 22:02
o-Xylene 21 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Styrene 1.3 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Toluene 11 0.050 0.50 mg/L 100 26-Mar-2019 22:02
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 22:02
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:02
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 22:02
Xylenes, Total 71 0.050 0.50 mg/L 100 26-Mar-2019 22:02
Surr: 1,2-Dichloroethane-d4 90.0 70-126 %REC 100 26-Mar-2019 22:02
Surr: 1,2-Dichloroethane-d4 89.5 70-126 %REC 1000 27-Mar-2019 15:16
Surr: 4-Bromofluorobenzene 95.8 82-124 %REC 100 26-Mar-2019 22:02
Surr: 4-Bromofluorobenzene 99.6 82-124 %REC 1000 27-Mar-2019 15:16
Surr: Dibromofluoromethane 90.9 77-123 %REC 100 26-Mar-2019 22:02
Surr: Dibromofluoromethane 101 77-123 %REC 1000 27-Mar-2019 15:16
Surr: Toluene-d8 105 82-127 %REC 100 26-Mar-2019 22:02
Surr: Toluene-d8 102 82-127 %REC 1000 27-Mar-2019 15:16

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0400) Lab ID:HS19031242-22
Collection Date: 25-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.0098 J 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
2,4,5-Trichlorophenol U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
2,4,6-Trichlorophenol U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
2,4-Dichlorophenol U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
2,4-Dimethylphenol 0.020 J 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
2,4-Dinitrophenol U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
2,4-Dinitrotoluene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
2,6-Dinitrotoluene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
2-Chloronaphthalene U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
2-Chlorophenol U 0.016 0.078 mg/L 10 27-Mar-2019 02:18
2-Methylnaphthalene 0.17 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
2-Methylphenol 0.0064 J 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
2-Nitroaniline u 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
2-Nitrophenol u 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
38&4-Methylphenol u 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
3,3"-Dichlorobenzidine U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
3-Nitroaniline u 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
4,6-Dinitro-2-methylphenol U 0.014 0.078 mg/L 10 27-Mar-2019 02:18
4-Bromophenyl phenyl ether U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
4-Chloro-3-methylphenol U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
4-Chloroaniline U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
4-Chlorophenyl phenyl ether U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
4-Nitroaniline u 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
4-Nitrophenol u 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
Acenaphthene 0.0048 J 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Acenaphthylene 0.0094 J 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Acetophenone U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Anthracene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Atrazine U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
Benz(a)anthracene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Benzaldehyde U n 0.039 0.078 mg/L 10 27-Mar-2019 02:18
Benzo(a)pyrene U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Benzo(b)fluoranthene U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Benzo(g,h,i)perylene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Benzo(k)fluoranthene U 0.011 0.078 mg/L 10 27-Mar-2019 02:18
Bis(2-chloroethoxy)methane U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Bis(2-chloroethyl)ether U 0.011 0.078 mg/L 10 27-Mar-2019 02:18
Bis(2-chloroisopropyl)ether U 0.012 0.078 mg/L 10 27-Mar-2019 02:18
Bis(2-ethylhexyl)phthalate U 0.012 0.078 mg/L 10 27-Mar-2019 02:18

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0400) Lab ID:HS19031242-22
Collection Date: 25-Mar-2019 04:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
Caprolactam U 0.019 0.078 mg/L 10 27-Mar-2019 02:18
Carbazole U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Chrysene U 0.012 0.078 mg/L 10 27-Mar-2019 02:18
Dibenz(a,h)anthracene U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
Dibenzofuran U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Diethyl phthalate u 0.011 0.078 mg/L 10 27-Mar-2019 02:18
Dimethyl phthalate U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
Di-n-butyl phthalate U 0.012 0.078 mg/L 10 27-Mar-2019 02:18
Di-n-octyl phthalate U 0.031 0.078 mg/L 10 27-Mar-2019 02:18
Fluoranthene U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Fluorene U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
Hexachlorobenzene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Hexachlorobutadiene U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
Hexachlorocyclopentadiene U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Hexachloroethane U 0.012 0.078 mg/L 10 27-Mar-2019 02:18
Indeno(1,2,3-cd)pyrene U 0.0094 0.078 mg/L 10 27-Mar-2019 02:18
Isophorone 0.027 J 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
Naphthalene 0.41 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Nitrobenzene U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
N-Nitrosodi-n-propylamine U 0.0078 0.078 mg/L 10 27-Mar-2019 02:18
N-Nitrosodiphenylamine U 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Pentachlorophenol U 0.012 0.078 mg/L 10 27-Mar-2019 02:18
Phenanthrene 0.0077 J 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Phenol 0.015 J 0.0062 0.078 mg/L 10 27-Mar-2019 02:18
Pyrene U 0.0047 0.078 mg/L 10 27-Mar-2019 02:18
Surr: 2,4,6-Tribromophenol 65.1 42-124 %REC 10 27-Mar-2019 02:18
Surr: 2-Fluorobipheny! 72.2 48-120 %REC 10 27-Mar-2019 02:18
Surr: 2-Fluorophenol 62.8 20-120 %REC 10 27-Mar-2019 02:18
Surr: 4-Terphenyl-d14 78.8 51-135 %REC 10 27-Mar-2019 02:18
Surr: Nitrobenzene-d5 59.4 J 41-120 %REC 10 27-Mar-2019 02:18
Surr: Phenol-d6 58.3 J 20-120 %REC 10 27-Mar-2019 02:18
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 392 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,900 * 250 750 400 mg/L 50 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0600) Lab ID:HS19031242-23
Collection Date: 25-Mar-2019 06:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:28
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:28
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 22:28
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:28
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:28
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:28
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 22:28
Benzene 80 0.60 5.0 mg/L 1000 27-Mar-2019 14:27
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 22:28
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 22:28
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Cyclohexane 0.49 Jn 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Ethylbenzene 1.0 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Isopropylbenzene 0.078 J 0.050 0.50 mg/L 100 26-Mar-2019 22:28
m,p-Xylene 4.9 0.060 1.0 mg/L 100 26-Mar-2019 22:28
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Methylcyclohexane 0.38 J 0.10 0.50 mg/L 100 26-Mar-2019 22:28

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0600) Lab ID:HS19031242-23
Collection Date: 25-Mar-2019 06:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 22:28
o-Xylene 21 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Styrene 1.3 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Toluene 11 0.050 0.50 mg/L 100 26-Mar-2019 22:28
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 22:28
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:28
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 22:28
Xylenes, Total 7.0 0.050 0.50 mg/L 100 26-Mar-2019 22:28
Surr: 1,2-Dichloroethane-d4 90.8 70-126 %REC 100 26-Mar-2019 22:28
Surr: 1,2-Dichloroethane-d4 113 70-126 %REC 1000 27-Mar-2019 14:27
Surr: 4-Bromofluorobenzene 99.8 82-124 %REC 100 26-Mar-2019 22:28
Surr: 4-Bromofluorobenzene 101 82-124 %REC 1000 27-Mar-2019 14:27
Surr: Dibromofluoromethane 91.7 77-123 %REC 100 26-Mar-2019 22:28
Surr: Dibromofluoromethane 104 77-123 %REC 1000 27-Mar-2019 14:27
Surr: Toluene-d8 102 82-127 %REC 100 26-Mar-2019 22:28
Surr: Toluene-d8 101 82-127 %REC 1000 27-Mar-2019 14:27

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0600) Lab ID:HS19031242-23
Collection Date: 25-Mar-2019 06:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.0072 J 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
2,4,5-Trichlorophenol U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
2,4,6-Trichlorophenol U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
2,4-Dichlorophenol U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
2,4-Dimethylphenol 0.012 J 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
2,4-Dinitrophenol U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
2,4-Dinitrotoluene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
2,6-Dinitrotoluene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
2-Chloronaphthalene U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
2-Chlorophenol U 0.016 0.081 mg/L 10 27-Mar-2019 02:40
2-Methylnaphthalene 0.12 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
2-Methylphenol 0.0075 J 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
2-Nitroaniline u 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
2-Nitrophenol u 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
38&4-Methylphenol u 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
3,3"-Dichlorobenzidine U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
3-Nitroaniline u 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
4,6-Dinitro-2-methylphenol U 0.015 0.081 mg/L 10 27-Mar-2019 02:40
4-Bromophenyl phenyl ether U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
4-Chloro-3-methylphenol U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
4-Chloroaniline U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
4-Chlorophenyl phenyl ether U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
4-Nitroaniline u 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
4-Nitrophenol u 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
Acenaphthene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Acenaphthylene 0.0068 J 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Acetophenone U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Anthracene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Atrazine U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
Benz(a)anthracene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Benzaldehyde U n 0.040 0.081 mg/L 10 27-Mar-2019 02:40
Benzo(a)pyrene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Benzo(b)fluoranthene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Benzo(g,h,i)perylene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Benzo(k)fluoranthene U 0.011 0.081 mg/L 10 27-Mar-2019 02:40
Bis(2-chloroethoxy)methane U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Bis(2-chloroethyl)ether U 0.011 0.081 mg/L 10 27-Mar-2019 02:40
Bis(2-chloroisopropyl)ether U 0.013 0.081 mg/L 10 27-Mar-2019 02:40
Bis(2-ethylhexyl)phthalate U 0.013 0.081 mg/L 10 27-Mar-2019 02:40

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0600) Lab ID:HS19031242-23
Collection Date: 25-Mar-2019 06:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
Caprolactam U 0.019 0.081 mg/L 10 27-Mar-2019 02:40
Carbazole U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Chrysene U 0.013 0.081 mg/L 10 27-Mar-2019 02:40
Dibenz(a,h)anthracene U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
Dibenzofuran U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Diethyl phthalate u 0.011 0.081 mg/L 10 27-Mar-2019 02:40
Dimethyl phthalate U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
Di-n-butyl phthalate U 0.013 0.081 mg/L 10 27-Mar-2019 02:40
Di-n-octyl phthalate U 0.032 0.081 mg/L 10 27-Mar-2019 02:40
Fluoranthene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Fluorene U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
Hexachlorobenzene U 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Hexachlorobutadiene U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
Hexachlorocyclopentadiene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Hexachloroethane U 0.013 0.081 mg/L 10 27-Mar-2019 02:40
Indeno(1,2,3-cd)pyrene U 0.0097 0.081 mg/L 10 27-Mar-2019 02:40
Isophorone 0.016 J 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
Naphthalene 0.30 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Nitrobenzene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
N-Nitrosodi-n-propylamine U 0.0081 0.081 mg/L 10 27-Mar-2019 02:40
N-Nitrosodiphenylamine U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Pentachlorophenol U 0.013 0.081 mg/L 10 27-Mar-2019 02:40
Phenanthrene U 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Phenol 0.010 J 0.0065 0.081 mg/L 10 27-Mar-2019 02:40
Pyrene 0.0048 0.081 mg/L 10 27-Mar-2019 02:40
Surr: 2,4,6-Tribromophenol 64.7 42-124 %REC 10 27-Mar-2019 02:40
Surr: 2-Fluorobipheny! 73.5 48-120 %REC 10 27-Mar-2019 02:40
Surr: 2-Fluorophenol 36.6 20-120 %REC 10 27-Mar-2019 02:40
Surr: 4-Terphenyl-d14 83.8 51-135 %REC 10 27-Mar-2019 02:40
Surr: Nitrobenzene-d5 66.1 J 41-120 %REC 10 27-Mar-2019 02:40
Surr: Phenol-d6 62.8 J 20-120 %REC 10 27-Mar-2019 02:40
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 352 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 3,900 * 250 750 400 mg/L 50 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0800) Lab ID:HS19031242-24
Collection Date: 25-Mar-2019 08:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:55
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 22:55
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 22:55
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:55
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:55
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 22:55
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 22:55
Benzene 89 0.60 5.0 mg/L 1000 27-Mar-2019 14:52
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 22:55
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 22:55
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Cyclohexane 0.61 n 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Ethylbenzene 13 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Isopropylbenzene 0.098 J 0.050 0.50 mg/L 100 26-Mar-2019 22:55
m,p-Xylene 5.8 0.060 1.0 mg/L 100 26-Mar-2019 22:55
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Methyl tert-butyl ether U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Methylcyclohexane 0.46 J 0.10 0.50 mg/L 100 26-Mar-2019 22:55

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0800) Lab ID:HS19031242-24
Collection Date: 25-Mar-2019 08:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 22:55
o-Xylene 25 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Styrene 1.6 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Toluene 12 0.050 0.50 mg/L 100 26-Mar-2019 22:55
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 22:55
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 22:55
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 22:55
Xylenes, Total 8.3 0.050 0.50 mg/L 100 26-Mar-2019 22:55
Surr: 1,2-Dichloroethane-d4 89.6 70-126 %REC 100 26-Mar-2019 22:55
Surr: 1,2-Dichloroethane-d4 113 70-126 %REC 1000 27-Mar-2019 14:52
Surr: 4-Bromofluorobenzene 98.9 82-124 %REC 100 26-Mar-2019 22:55
Surr: 4-Bromofluorobenzene 101 82-124 %REC 1000 27-Mar-2019 14:52
Surr: Dibromofluoromethane 91.5 77-123 %REC 100 26-Mar-2019 22:55
Surr: Dibromofluoromethane 104 77-123 %REC 1000 27-Mar-2019 14:52
Surr: Toluene-d8 103 82-127 %REC 100 26-Mar-2019 22:55
Surr: Toluene-d8 103 82-127 %REC 1000 27-Mar-2019 14:52

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0800) Lab ID:HS19031242-24
Collection Date: 25-Mar-2019 08:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.44 J 0.085 1.1 mg/L 10 27-Mar-2019 03:02
2,4,5-Trichlorophenol U 0.1 1.1 mg/L 10 27-Mar-2019 03:02
2,4,6-Trichlorophenol U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
2,4-Dichlorophenol U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
2,4-Dimethylphenol U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
2,4-Dinitrophenol U 0.1 1.1 mg/L 10 27-Mar-2019 03:02
2,4-Dinitrotoluene U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
2,6-Dinitrotoluene U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
2-Chloronaphthalene U 0.13 1.1 mg/L 10 27-Mar-2019 03:02
2-Chlorophenol U 0.21 1.1 mg/L 10 27-Mar-2019 03:02
2-Methylnaphthalene 6.6 0.11 1.1 mg/L 10 27-Mar-2019 03:02
2-Methylphenol U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
2-Nitroaniline U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
2-Nitrophenol U 0.1 1.1 mg/L 10 27-Mar-2019 03:02
3&4-Methylphenol U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
3,3"-Dichlorobenzidine U 0.1 1.1 mg/L 10 27-Mar-2019 03:02
3-Nitroaniline U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
4,6-Dinitro-2-methylphenol U 0.19 1.1 mg/L 10 27-Mar-2019 03:02
4-Bromophenyl phenyl ether U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
4-Chloro-3-methylphenol U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
4-Chloroaniline U 0.13 1.1 mg/L 10 27-Mar-2019 03:02
4-Chlorophenyl phenyl ether U 0.1 1.1 mg/L 10 27-Mar-2019 03:02
4-Nitroaniline U 0.13 1.1 mg/L 10 27-Mar-2019 03:02
4-Nitrophenol U 0.13 1.1 mg/L 10 27-Mar-2019 03:02
Acenaphthene 0.15 J 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Acenaphthylene 0.35 J 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Acetophenone U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Anthracene 0.069 J 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Atrazine U 0.13 1.1 mg/L 10 27-Mar-2019 03:02
Benz(a)anthracene U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Benzaldehyde U n 0.53 1.1 mg/L 10 27-Mar-2019 03:02
Benzo(a)pyrene U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
Benzo(b)fluoranthene U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
Benzo(g,h,i)perylene U 0.064 1.1 mg/L 10 27-Mar-2019 03:02
Benzo(k)fluoranthene U 0.15 1.1 mg/L 10 27-Mar-2019 03:02
Bis(2-chloroethoxy)methane U 0.085 1.1 mg/L 10 27-Mar-2019 03:02
Bis(2-chloroethyl)ether U 0.15 1.1 mg/L 10 27-Mar-2019 03:02
Bis(2-chloroisopropyl)ether U 0.17 1.1 mg/L 10 27-Mar-2019 03:02
Bis(2-ethylhexyl)phthalate U 0.17 1.1 mg/L 10 27-Mar-2019 03:02

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 0800) Lab ID:HS19031242-24
Collection Date: 25-Mar-2019 08:00 Matrix:Water
REPORT DILUTION DATE
ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA

Butyl benzyl phthalate
Caprolactam

Carbazole

Chrysene
Dibenz(a,h)anthracene
Dibenzofuran

Diethyl phthalate

Dimethyl phthalate
Di-n-butyl phthalate
Di-n-octyl phthalate
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone

Naphthalene

Nitrobenzene
N-Nitrosodi-n-propylamine
N-Nitrosodiphenylamine
Pentachlorophenol
Phenanthrene

Phenol

Pyrene

Surr: 2,4,6-Tribromophenol
Surr: 2-Fluorobiphenyl
Surr: 2-Fluorophenol

Surr: 4-Terphenyl-d14

Surr: Nitrobenzene-d5
Surr: Phenol-d6

OIL & GREASE (HEM) BY E1664A
Oil and Grease
CHEMICAL OXYGEN DEMAND
Chemical Oxygen Demand
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Analyst: KAH
26-Mar-2019 16:35

Analyst: AJH
26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 1200) Lab ID:HS19031242-25
Collection Date: 25-Mar-2019 12:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
1,1,1-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,1,2,2-Tetrachloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,1,2-Trichlor-1,2,2-trifluoroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,1,2-Trichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,1-Dichloroethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:21
1,1-Dichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,2,4-Trichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
1,2-Dibromo-3-chloropropane u 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,2-Dibromoethane U 0.040 0.50 mg/L 100 26-Mar-2019 23:21
1,2-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
1,2-Dichloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,2-Dichloropropane u 0.070 0.50 mg/L 100 26-Mar-2019 23:21
1,3-Dichlorobenzene U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
1,4-Dichlorobenzene U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
2-Butanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:21
2-Hexanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:21
4-Methyl-2-pentanone U 0.10 1.0 mg/L 100 26-Mar-2019 23:21
Acetone U 0.20 1.0 mg/L 100 26-Mar-2019 23:21
Benzene 97 0.60 5.0 mg/L 1000 27-Mar-2019 15:16
Bromodichloromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Bromoform U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Bromomethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Carbon disulfide U 0.090 1.0 mg/L 100 26-Mar-2019 23:21
Carbon tetrachloride U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Chlorobenzene U 0.040 0.50 mg/L 100 26-Mar-2019 23:21
Chloroethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Chloroform U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Chloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
cis-1,2-Dichloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
cis-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Cyclohexane 1.3 n 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Dibromochloromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Dichlorodifluoromethane U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Ethylbenzene 4.0 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Isopropylbenzene 0.40 J 0.050 0.50 mg/L 100 26-Mar-2019 23:21
m,p-Xylene 19 0.060 1.0 mg/L 100 26-Mar-2019 23:21
Methyl acetate U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Methyl tert-butyl ether 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Methylcyclohexane 1.2 0.10 0.50 mg/L 100 26-Mar-2019 23:21

Note: See Qualifiers Page for a list of qualifiers and their explanation.

Page 98 of 101



ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 1200) Lab ID:HS19031242-25
Collection Date: 25-Mar-2019 12:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
VOLATILES - SW8260C Method:SW8260 Analyst: AKP
Methylene chloride u 0.10 1.0 mg/L 100 26-Mar-2019 23:21
o-Xylene 8.4 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Styrene 4.9 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Tetrachloroethene U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Toluene 16 0.50 5.0 mg/L 1000 27-Mar-2019 15:16
trans-1,2-Dichloroethene U 0.040 0.50 mg/L 100 26-Mar-2019 23:21
trans-1,3-Dichloropropene u 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Trichloroethene U 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Trichlorofluoromethane U 0.060 0.50 mg/L 100 26-Mar-2019 23:21
Vinyl chloride u 0.040 0.20 mg/L 100 26-Mar-2019 23:21
Xylenes, Total 28 0.050 0.50 mg/L 100 26-Mar-2019 23:21
Surr: 1,2-Dichloroethane-d4 91.7 70-126 %REC 100 26-Mar-2019 23:21
Surr: 1,2-Dichloroethane-d4 116 70-126 %REC 1000 27-Mar-2019 15:16
Surr: 4-Bromofluorobenzene 98.0 82-124 %REC 100 26-Mar-2019 23:21
Surr: 4-Bromofluorobenzene 101 82-124 %REC 1000 27-Mar-2019 15:16
Surr: Dibromofluoromethane 90.8 77-123 %REC 100 26-Mar-2019 23:21
Surr: Dibromofluoromethane 102 77-123 %REC 1000 27-Mar-2019 15:16
Surr: Toluene-d8 106 82-127 %REC 100 26-Mar-2019 23:21
Surr: Toluene-d8 104 82-127 %REC 1000 27-Mar-2019 15:16

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 1200) Lab ID:HS19031242-25
Collection Date: 25-Mar-2019 12:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
1,1°-Biphenyl 0.60 J 0.083 1.0 mg/L 10 27-Mar-2019 03:24
2,4,5-Trichlorophenol U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
2,4,6-Trichlorophenol U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
2,4-Dichlorophenol U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
2,4-Dimethylphenol U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
2,4-Dinitrophenol U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
2,4-Dinitrotoluene U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
2,6-Dinitrotoluene U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
2-Chloronaphthalene U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
2-Chlorophenol U 0.21 1.0 mg/L 10 27-Mar-2019 03:24
2-Methylnaphthalene 10 0.10 1.0 mg/L 10 27-Mar-2019 03:24
2-Methylphenol 0.23 J 0.083 1.0 mg/L 10 27-Mar-2019 03:24
2-Nitroaniline U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
2-Nitrophenol U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
3&4-Methylphenol 0.21 J 0.083 1.0 mg/L 10 27-Mar-2019 03:24
3,3"-Dichlorobenzidine U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
3-Nitroaniline U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
4,6-Dinitro-2-methylphenol U 0.19 1.0 mg/L 10 27-Mar-2019 03:24
4-Bromophenyl phenyl ether U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
4-Chloro-3-methylphenol U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
4-Chloroaniline U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
4-Chlorophenyl phenyl ether U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
4-Nitroaniline U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
4-Nitrophenol U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
Acenaphthene 0.24 J 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Acenaphthylene 0.49 J 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Acetophenone U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Anthracene 0.094 J 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Atrazine U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
Benz(a)anthracene U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Benzaldehyde U n 0.52 1.0 mg/L 10 27-Mar-2019 03:24
Benzo(a)pyrene U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Benzo(b)fluoranthene U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Benzo(g,h,i)perylene U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Benzo(k)fluoranthene U 0.15 1.0 mg/L 10 27-Mar-2019 03:24
Bis(2-chloroethoxy)methane U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Bis(2-chloroethyl)ether U 0.15 1.0 mg/L 10 27-Mar-2019 03:24
Bis(2-chloroisopropyl)ether U 0.17 1.0 mg/L 10 27-Mar-2019 03:24
Bis(2-ethylhexyl)phthalate U 0.17 1.0 mg/L 10 27-Mar-2019 03:24

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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ALS Houston, US

Date: 27-Mar-19

Client: InterContinental Terminal Company ANALYTICAL REPORT
Project: Gate 13 ditch WorkOrder:HS19031242
Sample ID: Gate 13 Ditch (032519 1200) Lab ID:HS19031242-25
Collection Date: 25-Mar-2019 12:00 Matrix:Water
REPORT DILUTION DATE

ANALYSES RESULT QUAL MDL LIMIT MCL UNITS FACTOR  ANALYZED
SEMIVOLATILES - 8270D Method:SW8270 Prep:SW3510 / 26-Mar-2019 Analyst: SGA
Butyl benzyl phthalate U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
Caprolactam u 0.25 1.0 mg/L 10 27-Mar-2019 03:24
Carbazole U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Chrysene U 0.17 1.0 mg/L 10 27-Mar-2019 03:24
Dibenz(a,h)anthracene U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
Dibenzofuran U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Diethyl phthalate U 0.15 1.0 mg/L 10 27-Mar-2019 03:24
Dimethyl phthalate U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
Di-n-butyl phthalate U 0.17 1.0 mg/L 10 27-Mar-2019 03:24
Di-n-octyl phthalate U 0.42 1.0 mg/L 10 27-Mar-2019 03:24
Fluoranthene 0.086 J 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Fluorene 0.43 J 0.10 1.0 mg/L 10 27-Mar-2019 03:24
Hexachlorobenzene U 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Hexachlorobutadiene U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
Hexachlorocyclopentadiene U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Hexachloroethane U 0.17 1.0 mg/L 10 27-Mar-2019 03:24
Indeno(1,2,3-cd)pyrene U 0.12 1.0 mg/L 10 27-Mar-2019 03:24
Isophorone U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
Naphthalene 17 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Nitrobenzene U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
N-Nitrosodi-n-propylamine U 0.10 1.0 mg/L 10 27-Mar-2019 03:24
N-Nitrosodiphenylamine U 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Pentachlorophenol U 0.17 1.0 mg/L 10 27-Mar-2019 03:24
Phenanthrene 0.47 J 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Phenol u 0.083 1.0 mg/L 10 27-Mar-2019 03:24
Pyrene 0.11 J 0.062 1.0 mg/L 10 27-Mar-2019 03:24
Surr: 2,4,6-Tribromophenol 0 S 42-124 %REC 10 27-Mar-2019 03:24
Surr: 2-Fluorobipheny! 0 S 48-120 %REC 10 27-Mar-2019 03:24
Surr: 2-Fluorophenol 0 S 20-120 %REC 10 27-Mar-2019 03:24
Surr: 4-Terphenyl-d14 0 S 51-135 %REC 10 27-Mar-2019 03:24
Surr: Nitrobenzene-d5 0 S 41-120 %REC 10 27-Mar-2019 03:24
Surr: Phenol-d6 0 S 20-120 %REC 10 27-Mar-2019 03:24
OIL & GREASE (HEM) BY E1664A Method:E1664A Analyst: KAH
Oil and Grease 74,200 * 0.610 2.00 15 mg/L 1 26-Mar-2019 16:35
CHEMICAL OXYGEN DEMAND Method:Hach 8000 Analyst: AJH
Chemical Oxygen Demand 4,600 * 500 1500 400 mg/L 100 26-Mar-2019 17:00

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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